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1. INFORMATION REGARDING SAFETY 


Be sure to observe the following precautions on handling the instrument tn. order to ensure safety. 


1-1 


(1) 


(2) 


1-2 


(3) 


(4) 
(5) 


(6) 


ig 


Precautions for Transport 


Do not lift the display unit and main console by the table since the strength of table fitting 
is not sufficient for bearing their weight. Should the table be lifted, the table might slip off 


and the instrument might crash. Hence, ‘tis recommended to remove the table from the 


microscope column and avoid exerting force on the table of the display unit when transporting 
them.. 


Never hold the evacuation pipe, secondary electron detector or objective lens movable aperture 
of the main unit when transporting It. 


The housing supports should be fitted in place before transport. 


Precautions for Power Connection 


Be sure to turn off the EVAC POWER and DISPLAY POWER switches before removing the 
front and rear covers of the main console and display unit. 


Connect the grounding wire correctly. Otherwise, not only will the instrument fail to operate 


normally but there is a shock hazard. 


Handling of high voltage unit 
The following parts are at high voltage. Utmost care must be taken in handling them. 


e High voltage transformer + Maximum output 30 kV 
e CRT post 10 kV unit : (Maximum output 10 kV 
e VIDEO AMP circuit board pattern wiring : Maximum output 650 V 
e CRT > 1OkV 
e Secondary electron detector >: kV 
e Out-lens detector bias : 150V 


Be sure to cut off the main switch of the switchboard when replacing a fuse. 
When replacing the scintillator, turn off the DISPLAY switch without fail. 
Allow an interval of at least 5 seconds between ON/OFF settings of the DISPLAY switch. 


If the switch is turned on/off in quick succession, the CRT might be burned since its heater 
remains hot. 


1-3 Precaution for Vacuum 


(1) Before measuring vacuum with a Geissler tube, turn off the EVAC POWER switch. Otherwise, 
the evacuation sequence might malfunction due to discharge wave. 


1-4 Precautions for Hot Parts 


(1) The following parts heat up to a temperature of 55° Cor higher in normal operating status. 


(a) Oil diffusion pump 

(b) Oil rotary pump 

(c) Heat radiating plate at rear of power unit 
(d) Capacitor top tube 


1-5 Precaution on Scintillator 


Never touch the surface of the scintillator nor direct a Freon gas spray on the like toward ae 


1-6 Precaution for Fire 


When using an organic solvent for cleaning, avoid placing it on the main console or display table. 
If its container is tipped over, it might ignite due to heat of the diffusion pump. 


a 


1-7. Precaution for Soldering 


Never shake the tip of a soldering iron above a circuit board. Otherwise, soldering material might 
drop onto the board and cause a short-circuit. 


1-8 Precautions on Photomultiplier Tube 


(1) Protect the photomultiplier tube from light even when it Is not energized, otherwise excessive 
notse might occur. 


(2) The photomultiplier tube and CRT must be protected against external shocks, otherwise they 
might be damaged. | 


2. 


INSTALLATION INFORMATION 


2-1 


2-2 


2-3 


2-4 


CONTENTS 


so states aloud ara aga eB ee ealn Bae eee eae 2—1 
Unpacking and Bringing in Instrument ....... Liens die Ses ees ese 2—1 
2-1-1 Removal.of Wood Frames for Transport ....... Wik Satan gd ah eral Bear eck 2—1 
2-1-2 Bringingin ...... 2.6... e eee ee ee ee ee er er re re eee 2—1 
2-1-3 Unpacking ....... 0.0 cece nce ee tee teen cena eects 2—1 
I4A ‘Parts Check: «6000205 054654451 i ee ee aes 2—2 
installation ..... sa a asain talon, ft es Che aay BERR at tata eran eat ieee Gaara ae 2—2 
9-2-1 Installation Requirements ........ 0.0. c ence ee eee eee eens 2—2 
9-2-2. Installation Layout... 2.0.0... ec ee ees gra Bibs bd aes 2-7 
Assembling and Wiring .... 0.0... cece ee eee eens . 2-8 
2-3-1. Assembling Microscope Column ............. 00 eee eens eae 2-8 
2-3-2 Adjustment of Oil Diffusion Pump Retaining Bolts .............. 2—9 
2-3-3 Wiring between Display Unit and Column ............2.00 eee 2-10 


2-3-4 Arrangement and Dismounting Procedure of (ene Unit 
Components... 0... ccc ccc ee tee eee renee eeeees Sus 2-11 


2-3-5 Check after Assembling 
Installation of Model S-5704 Mode/Dual Mag. Control Unit 


2-1 


2. INSTALLATION INFORMATION 


Unpacking and Bringing in Instrument 


2-1-1 Removal of Wood Frames for Transport 


(1) 


(2) 


Remove the top frame (1-piece) and the side frame (4-piece). 


Remove the wood blocks for transport from the bottom frame (1-piece). 


2-1-2. Bringing in 


(1) 


Main unit 
The main unit (column, evacuation system and console) must be transported manually or with 


a fork lift up to the installation room while carefully protecting it from excessive shocks and 
vibrations. For system layout, refer to the instruction manual. 


Display unit 


The display unit must be transported with reference to (1) above. 


Other parts | 

Parts other than the main and display units are all accommodated in a cardboard box. Transport 
the box to the installation room. Confirm that the top of the box is facing up since some of 
the parts contained might be adversely affected when positioned upside down. Excessive 
shocks and vibrations must be avoided the same as in (1) above. 


2-1-3. Unpacking 


(1) 


(2) 


Main unit | 
Remove all viny! covers for transport while carefully preventing dust from adhering to the unit. 


Display unit | 
Connectors for wiring to each section are tied to the chassis for transport. Untie them. 


Other parts 


(a) Take out all the parts from the cardboard box. After taken out, they must be handled as 
follows. 

(b) Larger parts such as oil rotary pump must be placed directly on the floor in aproper order. 

(c) Lay asoft sheet on the floor and place smaller and delicate parts on it in a proper order. 


2-1-4 Parts Check 


When all components have been brought into the installation room and unpacked according to 2-1-1 
through 2-1-3, personnel in charge of installation must check their quantity against the packing list. 


2-2. INSTALLATION 


2-2-1 Installation Requirements 


(1) General 


For installing the Mode! S-2500/S-2500C, the locations and conditions mentioned below must 
be avoided. 


(d) 
(e) 
(f) 


(g) 


(h) 
(i) 
(j) 


Room located in the vicinity of transformer substation 
Room located in the vicinity of elevator 


Location near electric equipment consuming a large power (e.g., electric furnace) or its 
power supply 


Location near spark discharge source or high-frequency apparatus 
Room filled with gas which corrodes metals, etc. 

Place exposed to direct sunlight or strong draft 

Dusty place 

Location subjected to severe vibrations 

Shared. use of ground wire with other electrical equipment _ 


Location adjacent to radio or sound wave source 


(2) Room Temperature and Humidity 


(a) 


(b) 


Room temperature..... 15. to 30°C 


Temperature fluctuation should preferably be less than 5°C during operation of the 
instrument. 


Humidity..... 70 % or less 


The instrument should desirably be operated in air-conditioned room. 


(3) Line Power Requirements 


(a) 


(c) 


Single-phase 200 to 240 V AC, 3 kVA, 50/60 Hz (for main unit) 

Single-phase 200 to 240 V AC, 2 kVA, 50/60 Hz (for optional accessory} 

Continuous. energization is unnecessary, and allowable line power fluctuation is +10 % 
max. 


(Note) Line power fluctuation should be slow, and no abrupt fluctuation is allowable. 


~The main console should be located within 10 m of the switchboard on the wall (since 


input AC cord is only 10 m long). 


Be sure to feed power through an exclusive switch (circuit breaker with leakage alarm on 
the switchboard is recommended). 


(4) 


(5) 


(6) 


















Grounding 


it is recommended to ground the instrument at a grounding resistance lower than 100 ohms. 
The grounding terminal should not be shared with other electrical equipment. An independent 
grounding is required. 


Water Supply/Drain 


Water should be supplied under the following conditions: 


@ Flow rate : 1.0 to 1.5 L/minute 
@ Water pressure : 0.5 to 1 kg/cm? 
e Water temperature : 10to 20°C 


Be sure to observe the flow rate and water temperature ranges indicated above. It is recom- 
mended to use a circulating constant-temperature bath with quality water having low residual 
chiorine concentration (0.5 ppm or less). 


When using city water, check that its residual chlorine concentration is 0.5 ppm or less and 
provide natural drainage. | 
(The specified flow rate and water temperature ranges should be satisfied throughout year.) 


Use a filter if water contains much deposit or fur. The drain port should be equipped at the 
floor level, and the water pressure should involve no abrupt pulsation. Prepare a dedicated 
chemical water tap with a flow rate adjust valve. 


Stray Magnetic Field 


~ When the stray magnetic field measured at the installation site before introducing the instru- 


ment complies with the requirements given in Table 2-1, image trouble will not occur. 


Avoid locations where an abrupt electric current change or magnetic field change might occur 
due toa large-sized magnetic clutch or power cable for other equipment. 


Table 2-1 Stray Magnetic Field. 


AC Components *2 


Different Frequency 
Component from 
That of AC Power 
Supply Used in 


Same Frequency Component as That of AC Line 
Supplied to Model S-2500/S-2500C 








































S-2500/S-2500C 
Scanning in 
Obser- Synchroniza- 
vation tion with 
Power Supply Scanning Not 
in Synchront- 
All SCAN ‘zation with 
SPEED Set- Power Supply 
tings 
Maximum 
allowable 50 mG max. 0:05 mG max. 
magnitude 
Maximum 1 mG/5 min Pe rere) 0.3.mG/5 min 0.3 mG/5 min 
allowable max. max. max. 
fluctua- 
tion “4 


mG: Milligauss 


rn 


(Notes) “1. 


(7) 


The components due to terrestrial magnetic field are excluded from the values. 


Alj values of AC components are effective values. 


A magnitude of less than 2 mG constitutes no serious trouble in brightness-modulated image observa- 


AC and DC stray magnetic field fluctuation is defined as varying monotonously and gradually with 
time. Thus, magnetic field fluctuation with pulse or step waveform should not occur. 


“2. 
“3. 
tion. 
*A, 
Vibration 


When the floor vibration measured at the installation site before introducing the instrument 
complies with the requirements given in Table 2-2, image trouble will not occur. 


|€ the instrument is installed on the first floor in a building made of reinforced concrete, the 
instrument performance will not be degraded by external vibrations so long as vibration 
sources such as machine tools or transportation facilities (electric car, for example) are not 


operated nearby. 


External vibration: 


Table 2-2 Allowable Vibration 


No image trouble will take place if the following conditions are satisfied. 





Frequency | Amplitude 
5 Hz (4 3 ump-p max. 
10 Hz | 5 ump-p max. 
50 Hz ia 7 ump-p max. 


(Notes) 


1. 


With respect to low frequency vibration (*) of 5 Hz or less, a sufficient effect 
cannot be obtained with the present vibration eliminating (vibration preventive } 


techniques. 


tn order to obtain the maximum performance (resolution, magnification, etc.) from 


the instrument, it.is necessary to reduce the amplitude of vibration (to 0.6 ump-p 


or less) at 5 Hz or below. 


For the 5 to 50 Hz range, carry out interpolation on the allowabie values via 
connecting lines.. és 


In the range above 50 Hz, it will be within the allowable value for 50 Hz. 


If there is floor vibration exceeding the allowable value (vibration should be 
measured in advance if it is expected to cause a disturbance), then consult with the 
focal Hitachi service agent. 


Low frequency 
vibration range (*) 





Transmittance Tr 


- eee 
eee eet i ee erties / meee on a Ee ba a cetetnt 


ener e ran tere Nh LC A LL TE LR 


Resonance 5 Hz Erequency: fn) ———» 
point 
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Small-sized Electric equipment | Electric discharge 
electric with contacts ~ (spark, arc) 
equipments _ 
(general/home 
electrical 
appliances 
Equipment utilizing Electric discharge 
commutator motor (spark, arc), sliding 
contact 
Electric discharge Glow discharge 
tube 
Controller utilizing» ‘Phase control 
semiconductor (transient noise) 
Equipment Industrial high frequen- _ Unnecessary signal * 
using high cy equipment 
frequency 
Medical high frequency Unnecessary signal” 
equipment 
Equipment utilizing Unnecessary signal” 
ultrasonic wave 
Power Power cable (transmission High voltage, large 
equipment line) ‘| current 


(8) External Noise 


4 


if any equipment shown in Table 2-3 or its power line ts placed in the vicinity of the Model 
S-2500/S-2500C, or if an equipment carrying a large current is located even at a distance, then 
image trouble will occur. To prevent this, the installation site should be selected after 


confirming that such equipments do not exist. 


lf an equipment which uses a power frequency differing from the line frequency used for the 
S-2500/S-2500C, or the power line of such equipment, is placed near the S-2500/S-2500C, the 
power frequency-synchronized scan becomes ineffective. Such a location should be avoided. 


Table 2-3. External Noise Source 


Classification 











































































Electric discharge 
(corona, arc) 





Electric car Electric discharge 


(spark, arc) 





Noise Source | 


Source Equipment 


Flasher (neon sign, ornamental 
electric bulb), relay, electromagnetic 


conductor, thermostat (warmer, 
refrigerator, iron), electronic calcu- 
lator, cash register 


Electric drill, laboratory engine, 
motor of sewing machine, cleaner, 
mixer, shaver, massaging machine 


Neon discharge tube, high pressure 
mercury arc lamp 


Thyristor dimmer, inverter 


Industrial high frequency heater, 
high frequency electric welder, 
electronic oven 


VHF/UHF fulgurators, electric 
scalpel 


Flaw detector, depth sounder, 
fishfinder, ultrasonic cleaner 


Induction of commercial frequency 
{electrostatic induction, electro- 
magnetic induction, current 

leaking in ground) 


Corona, poor insulator, poor 
contact due to corroded metal 


(arc discharge) 


Trolley wire, internal equipment, 
rectifier 


From car body 


(cont'd) 


Classification | Source Equipment 











Internal Automobile Ignition system 
combustion — , 
engine Other Dynamo, voltage regulator, wiper, 
~ horn, winker 
Wireless Wireless sending/ Signal radiation” - Broadcasting equipment, radar, 
communi- receiving equipment wireless sending/receiving equipment 
cation 7 
ment | Transmitter using higher harmonics 


(Note) The signal marked ‘’*" is used normally tn the relevant system, but becomes a disturbance for other systems. 


(9) Disturbance by Sound Wave 


Sound waves (vibrations of air) adversely affect the S-2500/S-2500C regardless of their 
frequency and may cause image trouble. 

To prevent this, confirm before installation that an equipment which may cause a sonic dis- 
‘turbance is not located in the vicinity of the S-2500/S-2500C. 


if such equipments exist, then check for noise level. 

When conversation is possible in a usual voice around the installation site, the noise level ts 
allowable. But if conversation is possible only in a loud voice due to abnormal noise of the 
equipment, sonic disturbance may occur. 


(10) Site Requirements 


(a) Space required 
a A room of about 2.8 m X 2.8 m or more is recommended. 
(Minimum space: 2.6 m X 2.6 m) 


(b) Dimensions of entrance 
0.92 (W) mX 1.7 (H) m at minimum 


(c) Durability of floor 


Floor strength (kg/m? } ~, Total weight of instruments installed in the room (kg) 


re eee ee a th te NA eT eR fa mm tape inet asmrertore are 5 u-ruatmpsimar me pal pet mn ne yale ml I AAT LCR NRA RS ES A ET 


3 = Floor area of the room (m?} 


(d) Others 
© Sliding blackout curtains around the instrument are convenient. 
© Dark room for film D.P.E. is also convenient. 


© See Fig. 2-1 for installation layout. 


_2-2-2 Installation Layout 


install the instrument system as shown below. 


en 


* The cooling unit is not used for Model S-2500C 


| Cooling | 
Water supply/ unit ae Input power and 
discharge ports: | ground terminals | 


Display 


unit 


1170 (H) 


— Width 950 or more 
1700 ({H) or more 





(Unit: mm) 


OF IRE aes ai ona hee eee es 230 x 500 x 450 (H) 
O- COMP.» aoias deen eek 230 x 390 x 560 (H) 
O Coolingunit....-.--..-.0.6. 320 x 350 x 320 (H) 


Fig. 2-1 Installation Layout 


2-3. Assembling and Wiring 


ae 2-3-1 Assembling Microscope Column 


nett 


(3) Connect RP rubber tube. 


Proceed as. follows. 


Remove the retaining bolts for transport. 
‘Connect the city water hose for cooling. 

Connect the rubber tube and discharge tube. 

Connect the RP oil filter. 

Connect the air compressor. | 

Connect hose to the cooling unit and fill it with coolant. (Except for S-2500C) 
Connect the cord. 


G@O@OOOO 

















‘Connect hose for cooling 
objective lens. 

(For supply of cooling 
Remove retaining bolts (4 pcs}. : water) 

Be sure to remove the spacer or Be sure to use distilled. 
located under the load | | | water for cooling. 

plate also. . The volume ratio of 


distilled water and 
coolant should be 3: 1. 


Connect the ground wire 
- to the ground terminal 
located on the left-hand 
side of power outlet. 


Secure the rubber 
tube joint positively 
with a fastener. 


(4) Attach fitter. —_ 


Connect city 
water. hose. 


@ Connect cord. 







() Make air 


Antivibration materal 
compressor tubing. 


Fig. 2-2 Assembling Microscope Column 


ren 


9.3.2 Adjustment of Oil Diffusion Pump Retaining Bolts 


loosen the bolts (M10, hexagonal socket head) shown below in order to prevent vibrations being 
transmitted from the oil diffusion pump to the upper sections. This will provide a clearance of 
about 0.5 mm between the load plate and pipe. 


Load plate 






Loosen 4 hexagonat 
socket head bolts 
turning counterclockwise 
1/2 revolution 


Avoid toosening hexagon head bolt sai | 


OP 





Pipe. 


The bolts must be tightened when transporting the instrument. 


2-3-3. Wiring between Display Unit and Column 


The connecting cords are listed in the table below. They have been shipped from the factory with 


either end connected (parenthesized in the table). 


a 
© 
= 
No 
© 


VA circuit board CN26 (SE detector) 


| Post HV cord |. (HV tank) 









_ SE detector 



















- Post HV cord 


a 


- ic 
2 | 
m | 2 
> |» 


- SE detector 


errr yee page eames Arh SL RCRA NT A 












HV cable 








| (Electron gun) 













torte 





_ (DEF circuit board) 




















CN13 CDTB circuit board . 








Deflection coil, etc. 


_. 
















~ Gun alignment, etc. 4). {ALG unit) | .CDTB circuit board 


ee: 





CN100 | 100 V AC-power cord (PS-SUB circuit board) 


~CN110 Vacuum link signal cord | (PS-SUB circuit board) 
GUN GND| Grounding wire (HV tank) Electron gun section 


(Side face of console) 











Evacuation system power supply 























Rear face of console 








i ee ar et AR 





rete ape Ht 


BNC BIAS cord 


Ss fe. 
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eS 
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alee 
G) 
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Cc 
a 
SX 
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= 
g 
(43) 


* No. 2: Except for Model S-2500C 


“Photo 
CRT 










BOARD 


BOARD) Hy 


hp 
RE GS FREE 
CN3: Used only when (S) | : : aX 
the high-resolution . 7c (8) a) 
P_CRT is equipped 





Fig. 2-3 Wiring between Display Unit and Column 
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- Evacuation system. power supply |. 


atte 
annie 


2-34 Arrangement and Dismounting Procedure of Display Unit Components. 


' Option port 







Photo CRT 


Operation unit. 





Table: 
ALG unit 
HV tank 
Appearance of Display Unit 
[per | board board 
: ALG] board 
[FS] boar 
— " 
| <= [Hv | tank 
| ps | 
= | 
ee pag tek Pe 
: 2 
ae poard | S 
board: PS-SUB]. board [HV CONT| board 
Rear View 
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[RSG] board 


[ANLG] - board 





| [asm] board 
6809 MEM | board 
[6809 CPU] board. 


Motherboard 


| PANEL-SUB/ board 


board: 


Operation Unit 


ce a rT LT her ei Aap Hs me 


| How to Dismount External Components | 


eeesneme re tres aes pret hen mmr manasa ence rem eb AAR? eee rt _ a ep ert a 





1. | Operation unit 










Bearing 


Remove 
2 screws 


Guide 


Loosen 2 screws. 

(The left screw facing the rear 
must be loosened before installing: 
the photographing CRT. The 
screw need not be tightened 
except for transport ihereatter,) 


Mount bearing onto step .by 

lifting operation unit slightly. 
(Do not remove your hands at 
this time.} 


“Shift your.hands and hold the 
portion shown in the figure. 
Pull up the operation unit 


2~—12 





2. ALG unit 


2 screws, 1 thumbscrew (iurn with fingers) 









3. HV tank 


(Power transformer} .2. side screws 


Screw 





Screw 


2-3-5 Check after Assembling 


On completion of entire assembling, recheck all the procedures that have been taken for assembling. 


Make sure that no error has been made in any assembling procedure. Particularly, check that the 


column is not in contact with the column side cover and no cords are pinched in between the 
covers. i 
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oe apetren aren Erm hen a en ee 


watering 


>.4 Installation of Model $-5704 Mode/Dual Mag. Control Unit 


1. Cord connection, jumper connector, and switch setting 


CN25 CN72 





OPERATION UNIT | 


‘Pullout P1 and P2 jumper connectors 





X-VD 


9. Connection of S-5704 and EDX units 


L 
Pulse output >————-© X-MAP 


Ratemeter output >——-© X-LA 
(Q~ +10 V) 


Note: The ratemeter range setting should be from 0 to. +10 V. 
‘+ select jumper is provided in $5704 unit. 
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Turn ON 
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tes, 
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3. TECHNICAL INFORMATION 


3-1 Structure of Main Unit 
Fig. 3-1 shows.a sectional view of the main unit. 


(1) The objective lens movable aperture is located above the deflection coils. 


(2) The objective lens is cooled with liquid. 
(Except for S-2500C) 


(3) The secondary. electron detector is provided with top and bottom scintillators. 
(Bottom scintillator only in S-2500C) 


(4). The oil diffusion pump and evacuation valve compose an integral unit. 


3-1-1 Electron Gun (See Fig. 3-2) 
3-1-2 Condenser Lens (See Figs. 3-3 and 3-4) 


3-1-3. Objective Lens (See Figs. 3-5 and 3-6) 
The objective lens employs a circulatory liquid-cooling system because of its high excitation current 
of about 3 A. 


The coolant is circulated by the cooling unit separately installed. (For maintenance of the cooling 
unit, refer to “4-6 Maintenance of Cooling Unit” in the instruction manual.) 


When using the upper secondary electron detector, a bias voltage of +30 to +100 V can be applied 
to the objective lens fixed aperture (a pipe structure) in order to enhance secondary electron yield. 
(Except for S-2500C) 


3-1-4 Objective Lens Movable Aperture (See Fig. 3-7). 


3-1-5 Secondary Electron Detector (See Figs. 3-8 and 3-9) 


The light emitted from 2 scintillators provided above and below the objective lens is led to a single 
photomultiplier via the light guide. The detectors can be selected with POST HV switch equipped 
behind the blank panel. (Except for $-2500C) 


\ 


3-1-6 Lower Bias Terminal (See Figs. 3-8 and 3-9) 


To increase yield at a low accelerating voltage, a bias of approx. 150 V is applied to the collector 
electrode. 


3-1-7. Specimen Goniometer Stage (See Figs. 3-10, 3-11 and 3-12) 


3-1 


Electron gun 


i 









Electromagnetic 
alignment coil 


Evacuation pipe 


Fixed aperture : 


Ist condenser lens 


Fixed aperture 


2nd condenser fens 


Fixed aperture 


a 
A 


Objective lens 
movable. aperture 


_Stigmator coll 


ist deflection coll 


+ WT 
ae ca 


Objective lens 





‘2nd detiection cou 


Secondary 
electron 
detector 


~ Collector electrode 


Specimen chamber 


To evacuation 


system 





Fig. 3-1 Sectional View of Main Unit 


High voltage cable | 


egret 
™ 
Fs . 
i vee, 


FY 


insulator 





‘Anode 


Wehnelt cylinder Filament 


Fig. 3-2 Sectional View of Electron Gun 


Upper polepiece 


Excitation coil (1) 


Central poleprece 


Outer polepiece 


Excitation coil (2) 


Lower polepiece 





Fig. 3-3 Sectional View of Condenser Lens (S-2500) 





ptt 





Stigmator coll tst deftection coll 


Thermistor 


Coolant circulating 
port 


Ind detlection coil 






Secondary electron 
extracting electrode 
{screwed in from top) 
‘Excitation coil 
Coolant flow path 


Dynamic focus cai 


Upper polepiece 


Objective lens fixed aperture Lower poleprece 
Unserted/extracted from bottom) 


Fig. 3-5 Sectional View of Objective Lens (S-2500) 
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3.2 Evacuation System 


3.2-1. Specifications 


(1) System model DSS-421H 


(2) Composition 
(D. Oil diffusion pump DPF-4ZS. 


Power su pply > 400 V, 500 W 
Pumping speed : 570 L/s 
Ultimate pressure - 2x 10°77 Torr 
Critical backpressure % Wx: 107" “FOr 
Oil used and its volume; Lion S, 150 cc 
Water flowrate | 4.5 L/min 
@ _ Main valve CAV-4 
Switching - Driven by 4-way electromagnetic valve 
_ Drive air pressure - 3to5kg/cm? 
GB)  3-way valve 3AW-25 
Switching - Driven by two 3-way electromagnetic valves 
Drive air pressure - 3to 5 kg/cm? 
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3.9.2 Evacuation System Structure 
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3-3. Display Unit 


Composition 


3-3-1 


Fig. 3-15 shows the arrangement of the circuit boards which compose the display. unit. 


For arrangement of each component, refer to 2-3-4. 
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3-3-2. Composition and Function of ANLG Circuit Board Blocks 


(1) Function of each block 


a) SG block 
Generation of. scan signal (sawtooth wave) and scan signal for auto focus (Xe, Yc), and 
generation of blanking signal 


‘b) MODE CONT block ; 
e Distribution of scan: signal to CRT and column deflection circuits, and adjustment. of 
amplitude - | 
e Magnification changeover and its adjustment 
e Function for splitting screen 
e Generation of cross mark (stigmator monitor) 


c) VDO CONT block 
e Condition setting and control of video amp (VA circuit board). 
e ABC (Automatic Brightness/Contrast Control) circuit 
e Focus detection circuit for auto focus 


d) LENS CONT block 
e Reference voltage circuits for objective/condenser lenses, stigmator, gun alignment, image 
shift, etc. (current amplitier provided with [DEF | circuit board) 


(2) Function of each circuit 










Circuit 










Generates voltage for determining amplitude of 
output voltage of X and Y sweep generators. 

e 10 V (full span) and 3.38 V (for reduced area 

mode) selectable for each of X and Y. 


Reference voltage circuit 





Generates sawtooth wave voltage for X 
(horizontal) scan. 
e Scan speed is determined by current flowing 

through .- =; input terminal of IC C20. 

Slow speed of 20 ms or more is determined 

by data setting of IC B20 to D/A converter. 

~« Amplitude is determined by reference voltage 
described above. 

e Either free run or externally triggered generation 
(synchronization with power supply) is selected 
according to the status of R-S flipflop consisting 

of IC Al6. 


X sweep generator circuit 
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Y sweep generator circuit e Generates stepwise sawtooth-wave voltage by | 4-3-5 
integrating flyback pulse which is generated by 
the above X sweep generator for each scan. 

- Amplitude is determined by reference voltage 
described above. 

No. of scan lines (steps) is changed (within a 
range of 250 to 2,000) by both altering input 
current to integrator in 2.steps (1 :. 2) and 
changing over gain of subsequent amplifier 
(IC C16) with switch (IC C14). 
Either free run or external trigger is selected 
according to setting of flipflop consisting of 
IC B16. : 


a te TY ree ef a ES I 





Oscillator for rapid scan Oscillates pulse (at intervals of 100 ys) for 
driving CRT X deflection circuit (switching 
system) and column deflection X sawtooth 
wave generator circuit only when scan speed 


RAPID is selected. 


_ 
| | 
: 





Sync signal generator circuit e Generates ike of power frequency from AC | Fig. 4-9 
voltage (2 V}. | Fig. 4-10 
4 e The pulse is used as external trigger signal for | | 


X and Y sweep generators (in REDUCE AREA) 
in order to effect power-frequency-synchronized 





scan. = 
Blanking signal circuit | e Generates ae for blanking CRT 1 during flyback | Fig. 4-9 
| of X and Y sawtooth wave signals. Fig. 4-10 
e Independent X-BL and Y-BL signals, and | 
composite BLK signal (sum of X and Y signals). 
avatlable. 
— Xe and Y¢ oscillators _e Generates sine wave (Xc) and integrates It to. | 4-3-5 
| generate wave (Yc) having phase difference of 
90°. 
e These waves are generated only in auto focus 
mode. 
SG |c circuit board | e Generates (X) sawtooth wave for column deflec- 4-3-2 
| tion in rapid scan mode. Fig. 4-8 
—e@ Forms sawtooth wave by resetting Miller : 
integrator circuit periodically with drive pulse in 
“4” above. 


Rapid scan uses CRT deflection circuit differing 
from the one.for slow scan. So, column deflec- 
tion circuit differs between rapid and slow scans. 
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X mode selector circuit | e Changes over signal toward CRT and column X 4-3-5 
a deflection circuits (switch IC D20). Fig. 4-9 
e Makes changeover with rapid scan signal in “8” 


above for column deflection (switch IC E20). 
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or 








‘Y mode selector circuit 


Cross mark generator circuit. 


| (Continued) 
_No. 


e Changes over signal toward CRT and column Y | 4-3-5 
deflection circuits (switch [C D19). | Fig. 4-10 
e Makes changeover with or addition of video 
signal (for waveform display mode} (switch 
IC D17). 








e Effects column deflection twice foreach CRT | 4-3-5 
scan by shifting Y waveform for column deflec- 
tion toward (+) side in the earlier half and (—) 
side in the latter half. 
e Changeover signal is generated by Y-split 
comparator in-“’16"' below. 


——a 


Split screen circuit 


aera nce th rer 








a a a 


CRT X deflection signal adjuster | 
circuit 


e Adjusts amplitude and level of CRT X deflection | 4-4 
signal. | 

e Capable of independent width and location. | 
adjustments for each of viewing and photo- | 
graphing CRTs in both image observation and | 
photographing modes. | 
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CRT Y deflection sia ices 


Adjusts amplitude and level of CRT Y deflection | 44 
circuit | 


signal. 
e Capable of independent width and location : 
adjustments for each-of viewing and photo- 
graphing CRTs in both image observation and | | 
ia lk modes. ; 


ci ne eet te em ce mrt 


ene rie es Meet Se ee HERR erm meer Prete am rarer PS iit 


® Seas: Acute oR by altering amplitude of | 4-5 
~  gean wave within range of 1 to 1/10 with D/A 
converter. (Digit is selected by changing over | 
detection and shunt resistances of current | 
| amplifier (in DEF circuit board) ). | 

e Adjustement circuit for calibrating magnifi- 
cation is provided after D/A converter. Two 
adjustment circuits are provided for adjusting the : 
upper and lower working distance ranges (with | 
reference to 0 mm) independent of each other. | 


Magnification circuit 
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e Generates pulse for displaying cross mark signal 7 
‘in stigmator monitor mode. In this mode, switch 
IC E16 is turned off, and pulse is generated by 
‘comparator IC D16 and D14 according to 
comparison of reference voltage 0 + A V and 
X/Y scan signals. 7 _ 
e in position set mode with woderdual mag control | 

unit, |C E16 is turned on and MANUAL position | 
voltage Is input as reference voltage (mark shift- 
able)... 
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Contrast loop circuit: e In ABC (Automatic rey nee Control) 

| | | circuit, forms contrast control loop for changing 

| 1 photomultiplier power supply through detection 
| : | of maximum peak value with respect to average 





(Continued) 


: | : ‘Ref. item 


Y-split comparator --e@ Compares Y scan signal and 0 V, and generates at — 
amid point of Y scan the changeover signals 
SP1/SP2 (for changeover of split screen. circuit in. 
“11 above and video signal) and blanking signal 
SPBL. 





Data latch and data buffer | e Receives and stores each signal for controlling | 4-13 
| SG and MODE CONT blocks transmitted from ee 
CPU. CPU is capable of controlling each section 
through writing data here. 
¢ Signal is always moving before data iatch, while 
| it is fixed after latch until different data are 
| written. 


ti ts LARRY me 


FV DO signal circuit | @ Generates voltage for determining CRT grid — 4-3-5 
! voltage in modes such as WAVEFORM and SPOT jj 

| ‘requiring fixed CRT brightness. 

! e Voltage is determined by data written from CPU 

! onto D/A converter (IC F2). 











nd 


video amplifier output. 

e Maximum peak is. detected by D310 and C306. 
From detected value, average value is deducted 
via R354, and then contrast reference voltage | 
(VR301-R320) is subtracted. | 

e Output voltage of IC F6 charges integrator | 
(IC F4L-C307) via R326 when switch {C F5 closes | 
momentarily at the end of Y scan. When IC F6 
output becomes 0.V at the end of Y scan, there- 
fore, integrator-is not charged, so balance is 
attained. 

e Integrator output becomes reference voltage of 
photomultiplier power supply via photocoupler 
F4U. 
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Brightness loop circult e Detects average output of video amplifier and | 
changes bias voltage of preamplifier so that 
average output becomes 0 V. Forms brightness 
control loop. 

e Video signal ts ; integrated i in integrator circuit of 

| (C F7-C301 during Y scan (thereby becoming 
average value). If the output is not O V, inte- 
grator (IC F3-C308) is charged via R375 when 
switch {C F5 closes momentarily at the end of Y 
scan. Output of integrator IC F3 becomes bias 
voltage of SE preamplifier, which changes average 
video signal level. 

-@ When IC F7 output becomes 0 V at the end of Y 
scan, balance is attained. 


ot 
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(Continued) 


wep row] Fametn | 
| No. | 


Timing circuit | @ At the end of Y scan, first (1) momentarily closes | 4-3-5 
| switch { @) ~ 4, @ ~ © of IC FS) — 
and transmits detected peak and average levels to 
integrator ((C F4L, F3), and.then (2) resets peak 
hold circuit (D310, C306) and average level inte- 
grator circuit (IC F7, C301). 














22 Settling detection circuit | @ Detects peak level signal (IC F6 output) and | 4-3-5 
| average level signal (1C F7 (4) pin output) with 
a pair of window comparators (IC F10U) each 
having a window width of 0 V + AV, and | 
; generates interrupt signal (INT3) if both signals | 
are within 0 V + A V at the end of Y scan. Upon | 
reception of INT3, CPU terminates ABC opera- 
tion. ee 
| e If the above INT3 is not generated in 5 seconds, 
| CPU automatically terminates ABC operation at 
a determined time point. | 


Nt tt 


4-3-5 


eects eeapeerana mans ween toees megane saynumiees 7 neneern teeivaian tremens weitere fine met oat 





23 Focus signal amplifier | -e Obtains absolute video signal level. by differenti- 


| | 
| ation and integrates it during a single scan for | 
| monitoring auto focus. | 
| @ {C'F11 is amplifier {its gain is selected by switch | 
| IC FOL). Its output is differentiated by C305 | 
| and IC £11 (pre-stage), rectified (into absolute | 
value) by D301, D302 and IC E11 (post-stage), | 
| and integrated by IC E10 (pre-stage) and C401 | 
| during each scan. — | 
| e {C B7 controls timing. Accoridng to CST signal | 
| generated for each:scan, switch (IC FIOL | 
| (3) ~ @ pins) is momentarily closed, and | 
integrated value at that time.is held in C304. ! 
At the same time, interrupt signal (INT1) is | 
generated in order to input completion of each | 
; scan into CPU. Then, integrator (IC E10, post- | 
| Stage) is reset. | 3 





24 | A/D converter circuit ! e Analog output voltage of D/A converter (IC C9, or 

| D10L) is changed sequentially according toCPU 
and compared by comparator (IC D10U) with the 
focus signal level held in capacitor C304 as 
described in 23” above. Thus, data in IC C9 are 
input to CPU in digital format. 


he af ge ot bet 


eng ey ‘a ret ma 


selected, according to which of SE, EXT and 

| X-RAY signals is selected in [va] circuit board. 

| e IC B8 isa (2-1) demultiplexer. Selective input 

| S (LHLF) is usually at levei ‘’1'’ and outputs 
SIGNAL SELECT switch 1 status (Y;, Y2). In 
split screen mode, LHLF signal becomes level “0”. 
only when Y scan is within the latter half (lower 
half of CRT) and outputs switch 2 status, thereby 


forming image selected by switch 2 onto CRT. 


| 

| | 

! | 

25 | . Signal selector circuit ! e Either of two SIGNAL SELECT switches is 
| 
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| 35 


ened) 


Video amp control register e Records data (filter, signal polarity, gamma 
control, etc.) for setting conditions of video amp. 





Data latch and buffer | « Same as in 17" above except that VDO CONT 
block signal is handled. 
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Reference voitage circuit |e Generates reference voltage for lens, stigmator 4-13. 


3 and other circuits. Fig. 4-14 
| -« Generates voltage of 10./ HV/30 (both positive 
and negative, +VRer and —VRez ) from output 
(+10 V) of high accuracy reference voltage IC 
({C C10-AD581) by transmitting data propor- 
tional to square rooted accelerating voltage from 
CPU to D/A converter. 
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— Objective lens control circuit Reference voltage circuit for objective lens: power 7 4-13 


supply. | 4-7-1 

| e Composes 16-bit D/A converter by connecting. Fig. 4- 1a: 
| upper 8 bits of 12-bit DAC (IC C7) and 8-bit | 
| DAC (IC C6). | 
| e Controllable range of objective lens current ts | 
| divisible with reference to working distance (WD) 
Omm. in IC D7, adjustments of output voltage 

: in wD S$ O and WD = QO ranges are made independ- 
ent of each other with variable range fine control | 
trimmer changed over by switch (!C E6). 
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Condenser lens control circuit ' e Generates reference voltage for condenser lens | 4-7-2 


power supply circuit by dividing/attenuating 
—V per generated in “28” above with rotary switch 
(2CON) and VR-(ICON). 
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Stigmator (X, _y) Control circuits | e Generate input voltage to stigmator power supply 
: circuit by adding potentiometer output, AUTO 
STIGMA unit output and X (Y) scan signals 
(added only in stigmator monitor mode}. 
(Note that stigmator is not interlocked with 
, magnification.) : 
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Scan signal attenuator ' e Controls amplitude of X and Y scan signals to be | 4-3-5 
added to stigmator (in stigmator monitor mode) | Fig. 4-15 
and gun alignment (in filament image mode). 

e Amplitude is determined by data transmitted 
from CPU to D/A converter 1!Cs C5 and C4 
(varies with accelerating voltage, magnification, 
etc.). 
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Gun alignment control circuits _@ soaaea scan signal since gun alignment cur- 
rents (TILT X/Y and HORIZ X/Y) are generated 
by ALG unit (IC C3 and C2 not provided). 


(Continued) ; 














Dynamic focus control circuit 








e Supplies power to dynamic focus coil placed in 

objective lens gap and is used in auto focus mode. 
e Amplitude and polarity of excitation current are» 
‘CPU-controlled according to DAC (IC C1) and 
switch (IC E2)-respectively. 





{mage shift control circuits  e Provide image shift function. Besides, add (1) 4-3-5 
AFC alignment signal (Ax and Ay in circuit. 
diagram) for correcting image shift occurring 

when changing dynamic focus current in 36” 
above, and (2) stigmator alignment signal 

(Sxx, Sxy, SYx.Syy) for correcting image 
shift occurring when manipulating stigmator. 

control knobs. 
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Data latch and -buffer e Same asin “17" and “27” except use for LENS 
CONT block. 
e Data latch circuit unused since almost ali D/A 
converters incorporate latch. 
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3-3-3. Composition and Function of DG Circuit Board Blocks 


(1) Block composition 
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INTERRUPT 
CONTROLLER 









‘| IC AS, A7, (B2 ~ 66), | 


C8 


AUTO-RESET 


CIRCUIT 








{SOLATION 


Pi 7-5, 10 


CN4 


B30 kV HV Unit 


iC C1, DO 



















KEYBOARD/DIS- 
JPLAY CONTROLLER | 


ag ae Oat OS. De OM oat 


WAS; B15; C19; 
015,O1--:09 


TOGGLE SW 
READOUT 


© Aerterietrreretnintenesmaarerttientnetneanassenemmdl 


CHARACTER DISPLAY 
CIRCUIT 







CN3. 


Fig. 3-17 


[AN LG| Board 
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OPERATION PANEL 





KEY SW 


MATRIX 





LED LAMP, 


DISPLAY 


“SWITCHES | 














ROTARY 
ENCODER 
(FOCUS 

COARSE) 


Fall 
Keyboard 


Block Diagram of DG Circuit Board 


(2) 


Function of each circuit component 


ae No. 


Mother board © 


‘|e Connects CPU and other circuit boards. 


e Among 4 slots, lower 3 slots are used for 6809 









{/O address geeoning section 





Interrupt processing function e 


car ary aoesmeunrenrereniis “mney aes am ameinat See ememee ine ee te A mee 


Auto reset circuit 
; 61 Hz time base 


7 
4 
‘ 


Bus buffer 
(for option) 


Creep nr ee A TEA! A A RS IF 8 OS ATS acer 


ee a ee ee 


Keyboard/display controller 





‘CPU, memory circuit board and stigmator 
circuit board. 
Upper 1 slots are used for t/O circuit board. 


Decodes upper 13 bits of 16-bit address and 


Instrument uses 8 interrupt levels in total 


ewe eee at ee I ne RR a eS ee 


vr en nemenamnaeteldl 


e Turns on/off 30 kV HV power supply and sets 
voltage value. i 
i @ chiens with Aeteceunlel to separate. grounding. | 


e Buffer for extending data bus, address bus, etc. to_ 
accessory requiring CPU control. : 
Extends CPU timing {in 1C-C2) when the device 
number assigned to accessory is accessed In order 
to prevent ann gearaeyn due to delay of signal via | 
cable. 
LSI (Intel 08279 or equivalent) reads key | 
switches of operation panel and drives LED dis- 
play. 
Controls all key switches other than MAGNIFI- 
CATION and all displays. 





(/O 
assigns them to each 1/O section. address 
These bits are called “Device Number“, and the map 
following 16 numbers are used. ‘4-13 


iad 


DVNO DVN7 
DVoOPO ~ DVOP7 


Each 1/O section can use 8 addresses in a combi- 
nation of one device-number bit and the lower 3 
address bits 


. 
RY || hh A ee ses i i ee - 











jamp. 


er 





rte: Nee ee er eR 





| ({RO only}. 
| (1) acceptance of interrupt (stored by flip- flop), 
(2) conversion of interrupt level into 3-bit 
| ‘binary code, | 
(3) interrupt masking (prohibition) and clearing, | 
| and - at 
| (4) entered interrupt are all indicated by LED | 
| 


¢ Effects automatic initial resetting (initialization) | 
| if CPU malfunctions due to external noise or | 
| | momentary power failure. 

ee ee re et ins Senn mnt eae) (aii aS 

| « Generates time base pulse of about 61 Hz by 
dividing frequency of CPU clock (1 MHz). 

e Used as reference for interrupt timer and time 
factor. 


anal nary rer a 
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4-13 
Fig. 4-16. | 


4-12 





= 


pnt, 


| | 9| Toggle switch readout . 


(Continued) 
Ref. item | 
No | 
7 Reads status of lever type selector switches. 


‘@ 
e Shapes, discriminates (rotation direction), counts 
| and reads FOCUS COARSE rotary encoder 
output pulse. 
e Pulses generated along with rotation of encoder 
are integrated by counter which ts read by CPU 
‘every 16 ms. | 




















Rotary encoder readout 

















Character display circuit e Indicates characters on CRT. 


e Has a capacity of 32 characters X 32 lines 
(26 characters X 26.lines used). 













Coudition preset “Presets condition with one 8-bit DIP switch and 


two code switches. 
e Switch 1 selects power frequency and inputs 
-instatled. accessory. 
e Switches 2 and 3 are used for setting factor of 
corrective calculation for relative magnification 
error occurring if working distance changes. 
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3.3.4 Description of Data Display Circult 


om (1) Block composition 





CHRT DOBL 
@ @ 
ie (5) , Character Blanking: 
/ nA : | Signal Signal 







START POINT 


X Sweep COMPARATOR 











(IC E11, 612) 





Scan | COLUMN SCANNER 


(iC: FS) 
O42:34 567 


Gate 


{ICE2, F3, F4) 










CHARACTER 



















Row 
: Select GENERATOR 
CLOCK 3 (IC E5) 
GENER- (3 bit} 








| CLOCK 
COUNT- 
ER 


ATOR 












Data Bus 
D, ~ OD, 
















(CE 
(E2) 





(iC Fe. Fo... 
F10, £9) 








RAM 
8 bits x 1K word. 
HC E3,E4) 





(IC EGI: 








Character 
Address 
(10 bit) 


wero. 


Y Lower 
5 bit 












Buffer 
Address Bus 


Ag ™Ats 






ADDRESS 
DECODER 


ac D4, 05, D6) 


LINE COUNTER 
(IC D7, D8, 09} 


(Ic D3) F 






CONTROL CIRCUIT DVN7 


(1C E10, 010U, E7, F 6) 


Fig. 3-18 Block Diagram of Data Display Circuit 
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(2) Function of each circuit component 


Character generator (CG) |e Generates character pattern of 5 x 8 dots 
according to input of 7-bit data (the same as 
in ASCI1). 
~@ Data on one row out of eight are parallel-output 


| onto 5 output lines according to ROW SELECT 1 
input. : | 








Column scanner @ Outputs sequentially 5 data parallel-output from 
CG and preceding/following blank data (8 data 
| in total) according. to SCAN input. 





RAM _ @ Holds character data of 32 characters x 32 lines 
: and outputs 1-character data to CG according to 
address input. 
e Address changes during display according to | 
CRT scan. 
e Address is given from CPU only when writing 
character data onto RAM. 


(display) or CPU output (write) of RAM address. 


Address switch | |e Selects either clock and line counter output 
' e Consists of three 4-bit data selectors. 


cin nn 8 


eee et ee eee ven nin cnn ne mente min dp nn teen ee et tt A ttt NEMS, Se NE eit 


5 Start point comparator / @ Determines X-directiona! location from where | 
character display starts. 
Selects either rapid or slow scan. | 


6 Clock generator | e@ Generates clock corresponding to X-directional 
| pixels. . 
| Selects any one of 6 oscillators (VCO) of dif- 
| , ferent oscillation frequencies according to X 


scan speed. 


¢ 
t 
wee eee ee ete ee ernment ce tw wt na ee tm nate ate cate ce mt cama cee ge toeti tere 9 ann 0m ee EER RR EARLIER AL I A I A fee eee nee eager emt ab ameter seen es $m sere ar eee 4 
i 
| 
{ 
( 


a ee ere a TS) Pe Cee ee ene eet nee Oe MERE oe oe aa as teeny peer et eam yee reer viene tse ar apetinane 6 wee 


7 | Clock counter + @ 8-bit counter (2° = 256 pixels). 
| - Lower 3 bits drive column scanner (select hori- 
zontal dots in 1 character). 2, 

. @ Upper 5 bits are connected to lower address of 
RAM and select character. 
Counts up to scale end during horizontal scan 
and is reset upon completion of horizontal scan. 


ss Saale panies ER Sy yer ae Deak» ihn eee Mt yannd Bl tae ORE evs + : ee retary ss RT a Ai aa nA Re betel a per ed 





8 Line counter ' @ Integrates X blanking signal (for each horizontal | 
scan line). 
_ Lower 3 bits make row selection for CG, thereby | 
selecting vertical dots in 1 character. | 
e Upper 5 bits are connected to upper address of 
RAM and select character. | 
e Is reset for each frame. 
Maximum count 256. Counting is made after 
frequency division in IC D8 for scan lines 512, 
1024 or 2048. 





(3) 


i? 


N 


(Continued) 


Ref. item 
No. 


Control circuit ~e@ Changes over clock frequency, selects frequency 


dividing ratio of fine counter, turns on/off 
character signal (CHRT) and blanking signal 
(DDBL), etc. 


Explanation 


Generation of character 


Each character is composed of 5 (horizontal) x 8 (vertical) dots which are generated in the 
character generator, abbreviated CG hereinafter. 


CG is made up of a mask ROM. It selects a 5x 8 dot pattern corresponding to any character 


‘according to 7-bit input code (whose format is similar to ASCII). 


The pattern is formed in such a manner that 5 horizontal dots are output in parallel on one of 


the 8 vertical rows selected according to RS (Row Select) input of CG. 


The figure below shows the pattern of character 5 generated according to $35 input. In this 
example, the pattern 11110" on the third row is output because RS input is 011. 


ROW SELECT * 011 





Character codé input (72-bit) $35 


Display onto CRT 


The CLOCK and LINE counters can be considered a continuous 16-bit counter as illustrated 
below. {t becomes $0000 at scan start {top left end of character display area) and SFEFF at 
scan end (bottom right end of the area). Each section of the counter functions as indicated 
below. 


©) 


me © © 


©) 


[7 Clock counter: 





p———— Line counter ————- 





LSB 


Selection of column 
scanner dots 


RAM address ROW SELECT 
; of CG 


The counter increments by 1 for each horizontal pixel clock from the start to end of character 
display. - 


Explanation is given from the first scan. 

Since count is zero initially, RAM address corresponds to the first character. Until 8 clocks are 
input, the dot selecting line of column scanner increases and the signals for the first row of the 
first character which are output from the CG are sent out in order (3 blank lines are provided 


before and after 5 CG output lines). 


Since the fourth bit of the counter becomes 1 for the ninth clock, RAM address increments by 
1 and the pattern of the second character is output. ROW SELECT of the CG remains zero, so 
signals for thé first row of the second character are sent out in order same as in (2) above. 


In this manner, patterns for the first row. of up to thirty-second character are sent out 
sequentially until the first X scan reaches the end. 


In the second X scan, the line counter increments. 


Accordingly, the second row of the pattern generated by the CG is sent out sequentially from 
the first to thirty-second character. 


in the ninth X scan, the fourth bit of the line counter becomes 1, whereby the sixth bit of 
RAM address becomes 1. Asa result, the pattern for the thirty-third character is selected. The 
subsequent characters are sequentially selected and displayed in a similar manner as above. 


Ist scan line ist row of 1st character + Ist row of 2nd character. 


2nd scna {ine 2nd row of 1st character 2nd row of 2nd character 


3rd scan line | 3rd row of Ist character — 3rd row of 2nd character 


8th row of 2nd character 


8th scan line Sth row of Ist character 


Oth scan line Ist row of 33rd character 1st row of 34th character 


17th scan line 1st row of 65th character 1st row of 66th character | 


| 
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4. SERVICE INFORMATION 


4-1 Operation and Adjustment of Evacuation System 


Fig. 4-1 shows a simplified circuit diagram of the evacuation sequence. 


4-1-1 Operating Principle 


The evacuation sequence operates according to the status control system utilizing aROM(ICF11). 
Opening/closing of each valve is controlled by the logical level of ROM outputs DO ~ D3 and by the 
open/close status of the switches Al ~ A3 provided with valves [A1] ~ [A3] . When the logical 
level of DO ~ D3 is ““L”, the corresponding valve opens delayed by the capacitor.and resistor (C,R). 
Restriction by the open/close status of the switches A1 ~ A3 is the same between manual and 
automatic operations. 


4-1-2. Operation 


Figs. 4-2 and.4-3 show the flowchart of evacuation sequence and the ROM coding table respectively. 
The water interruption detection circuit will not be activated for a momentary interruption because: 
a delay (of 2 seconds) is provided with capacitor and resistor. The 8-minute timer starts just after 
the DP warmup thermostat is activated, and after 8 minutes warmup is completed. During warmup, 
EVAC or AIR switch operation is impossible because it would entail danger. 


4-1-3. Adjustment. 


(1) Adjustment of full scale of Pirani gauge (atmospheric pressure) 
Adjust the meter so as to indicate the full-scale end by moving the VR1 in the Pirant gauge 
circuit. 


(2) Low/high vacuum changeover 


The sequence has been set so that changeover is made when the voltage at the point (@) 
becomes about +1.2 V (fixed). 3 


(3) Lighting of HIGH lamp 


The sequence has been set so as to light the lamp when the voltage at the point (g) becomes 
+0.5 V (fixed). | 


(4) Evacuation time 
It takes 4 or 5 minutes to attain a high vacuum under which the HIGH lamp Is lit starting from 
the atmospheric pressure. 
Fig. 4-4 shows an example of evacuating characteristic. 


ce A 


Details of 


When the DP is overheated, 
turn off the POWER switch 


for recovery. 
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- Warmup 


7 | a HIGH lamp ON o5V | 10nA | Hoh, - 
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Fig. 4-1 Simplified Circuit Diagram of Evacuation Sequence 


Sequence for completing warmup after [ EVAC POWER ON | 
| | 4—2 
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Fig. 4-2. Flowchart of Evacuation Sequence 
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Atmospheric 
pressure 





e 0.1 Torr 
Changeover point from RP to DP evacuation 
' Approx. 4 minutes 


10°! 





(Tor) ———> 


0.01 Torr 


10°? HIGH lamp fights 
Approx. 4 minutes 30 seconds. 


Vacuum degree 


} _ | 


25 120 





Evacuation time (min) o-—>- 


Fig. 4-4 Evacuating Characteristic (Example) 
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4-2 Axial Alignment of Electron-Optical System 


Since the instrument detects secondary electrons from above the objective lens as well as from below 
it, the objective lens movable aperture is placed between the deflection coil and condenser lens. 
This system is less affected by contamination because the influence of aperture contamination is 
suppressed due to the objective lens. lf the optical axis of the condenser lens ts misaligned, 
however, the objective lens movable aperture may be deviated from the center of the objective lens. 
So, the system requires more careful axial alignment than the conventional instruments. 


The first and second condenser lens currents are set independent of each other for the following 
reason. Current value is to be adjusted usually for the first condenser lens. alone, maintaining 
constant the focal point of the second condenser lens in order to prevent a deviation from the 
optical axis. c 


4-2-1. Axial Alignment of Electron Gun 


For procedure, refer to the instruction manual. 


In cases where almost the same accelerating voltage and probe current are always utilized, this align- 
ment does not require an extremely high precision. It is usually adequate to adjust the 
| GUN ALIGNMENT HORIZ (X), (Y) | controls so as to obtain maximum brightness. | 


ce er cl a EE LR I I LT 


4-2-2 Axial Alignment df Objective Lens Movable Aperture 


Misalignment of the objective lens movable aperture exerts a large influence on image resolution. 
This instrument has a greater chance of misalignment than the conventional instruments. 

To cope with this, it is requested to instruct the customer to check misalignment under the APT 
ALIGN mode in the following cases. 


(a) After changing accelerating voltage or condenser lens current 


(b) After changing over or [STAGE] switch position (Except for S-2500C) 
(c) If resolution ts poor 


For procedure, refer to the instruction manual. 


4-3 Data for Checking and Adjusting Each Section of Display Unit 


4-3-1 Arrangement of Variable Resistors and Check Terminals 


Figs. 4-5 through 4-8 show the arrangement cof the adjusting variable resistors and check terminals 


of each circuit board. 
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Fig. 4-5 Arrangement of Adjusting Variable Resistors and Check Terminals (1) 
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Fig. 4-8 Arrangement of Adjusting Variable Resistors and Check Terminals (4) 
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4-3-2 Function and Adjustment of Each Variable Resistor 


(1) DG circuit board 















Adjustment or 
Ref. item No. 






Function Arrangement 











Adjusts level (duty ratio) of pulse output from 
FOCUS-COARSE rotary encoder | 


VR2 Adjusts level (duty ratio) of pulse output from m ¢ 4-7-1 
FOCUS-COARSE rotary encoder 7 


VR3 Adjust width of | At scan speed PHOTO 3 J 


data display 










a —— 
Adjusts location (left and right) of data display ? 


{at scan speed [RAPID] ) | 








nt i ct tt i cen eee eam ee ee ne ge Pont ef RY lI Nm RR 
\ 
ane | 





{ 


Adjusts location (left and right) of data display | 
{atscan speeds [1] ~ [4] , PHOTO) 


Pe Serer 





(2) ANLG circuit board 










Adjustment or 
Ref. item No. 





Function 







Arrangement 






Adjusts amplitude of Yc output (oscillation occurs 
in auto focus only) 





Adjusts X scan speed (any of 3, 
PHOTO) 











eee ER et LN I A a ee 





Adjust so as to provide 
uniform intervals between 


scan lines at [RAPID] 


tne eee ee ly A 

















LO A SRE Ste sam er PP 








| VR105 Adjusts X scan speed ( |RAPID| ) 4-3-5 


ee severe 


| VR106 Adjusts no. of Y scan lines ( at scan speeds (2) ; {4] } 4-3-5 











VR107 Adjusts no. of Y scan lines (at scan speeds a 
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(Continued) 









Adjustment or 
Ref. item No. 


VR201 Adjusts X width of viewing CRT Fig. 4-5 


VR202 | Adjusts X width of photo CRT | 


VR No. Arrangement 


VR203 | Adjusts X location of viewing CRT 









| VR204 Adjusts X location of photo CRT 


——o 


VR205 








nA 


VR206 Adjusts Y location of viewing CRT 


es i 

















| yR207 | Adjusts Y width of viewing CRT 4-4-1 
VR208 ‘Adjusts Y Jocation of photo CRT 4-4-2 | 
: aoe eee . : we nee a ee A 
-vR209 | Adjusts Y width of photo CRT i. 4-4-2 
VR211 | Adjusts X amplitude of viewing CRT at scan : 4-5-5 
speed | RAPID} . 
}VvR212 | Corrects orthogonality _ Adjust so that image ts 
| | orthogonally positioned | 
| using an orthogonal 
: specimen (such as grid) 
VR213 Adjusts Y -directional magnification with STAGE at | 
LOWER | 
i ee ee rte te cee ne eee mre nan il ec th et ee a ep antes art | 


Adjusts X-directional magnification with STAGE at 
LOWER 


ee try emma eee he AH HE tA $A EE SS 











mer nT Smtr meer 


Adjusts X-directional magnification with STAGE at 
UPPER 


pectin iceman ana mim emis ttre a A A ARTS BAAS 





Adjusts Y-directional magnification with STAGE at 
UPPER 


Adjusts contrast set for ABCC 





Adjusts convergent speed in ABCC 


(ett ape eh a OIA ee nr tt nnn te a ee es SN LE IES 


Adjusts focus with STAGE at LOWER {on lower 


current side) a . | 











Adjusts focus with STAGE at UPPER (on lower 4-7-1 | 

current side) Z | 
VR403 Adjusts focus with STAGE at LOWER (on higher 4-7-1 | 

current side) - | 
vRr4a04 | Adjusts focus with STAGE at UPPER (on higher 4-7-1 


current side) 
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(3) RSG circuit board 


Adjustment or 


Function Ref. item No. 


Arrangement 


Adjusts X-directiona! magnification at scan speed | Adjust so as to match 


RAPID ~X-directional | 
_ magnification and image | 
Adjusts X-directional location at scan speed |RAPID| | location with those at 


F | scan speed [4] 


(4) DEF and TS circuit boards 











Adjustment or 
Ref. item No. 






Function 







| Arrangement | 















Adjusts offset of Y-modulation signal for dynamic Adjust TP5 voltage to 
focus | OV at maximum magni- 


fication 

























Adjusts offset of column X deflection circuit Adjust so that movement 
of magnification center is | 
minimized at changeover 
point of relay, while 
altering magnification 













rh tr 





rn eer tn te rete 








(TS) Adjusts zero point of objective lens temperature 
VR1 detecting thermistor 





VR2 Adjusts zero point of thermistor circuit for detecting |. 
DEF circuit board heatsink temperature 


(5) PS circuit board 


Adjustment or 


Function Ref. item No. 


| Arrangement 


Adjusts +110 V output Adjust voltage between 
TP19. (+) and TP15 (G) 
to 110 V 


(6) VAcircuit board 


Adjustment or 


Function Ref. item No. 


| Arrangement 


Adjusts brightness of viewing CRT ‘For adjustment, turn the 


VIEW CRT BRIGHT 
knob (inside the cover) 
~ to 12 o'clock position. 
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(Continued) 


Adjustment or 
Ref. item No. 


Arrangement 


Adjusts brightness of photo CRT (coarsely) For adjustment, turn the 
| PHOTO CRT CONTRAST, 
BRIGHT trimmer and | 
~ ABC CONTRAST knobs 
(inside the cover) to 
12 o'clock positions. 
, | | 


Adjusts focus of photo CRT (standard CRT} 


Adjusts offset of video amplifier Adjust TP1 voltage to 0 V 
with CN26 (SE amp) dis- 
connected 


Adjusts brightness of photo CRT (finely) 


(7) WVC circuit board 


Adjustment or: 


Ref. item No. | Arrangement 


Adjusts accelerating voltage finely | (Do not move) 


a he ee tN EN LS 


Adjusts excitation frequency Adjust to 30 kHz 
| ae ee ee eran 

- Adjusts preset filament current Hairpin W filament 
Set so as to saturate 
with operation pane! 
control! knob at2~ 3) 
o'clock position 
LaB,. filament 
Adjust so as to obtain 
‘determined current 
with operation panel 
FILAMENT knob at 
maximum position 


4-3-3. DC Power Supply Unit 


Table 4-1 lists the specifications of the DC power supply unit (PS circuit board). 
Power supplies other than asterisked are all stabilized and provided with short-circuit protection 


(hold-back system). Only the 110 V power supply for CRT bias requires adjustment, while others 
are. fixed. 
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acer, 


4-3-4 Microcomputer Section 


The microcomputer used in this. instrument is assembled on two circuit boards including the 
memory. (6809 CPU, 6809 MEM) 


(1) Specifications 


@) Microprocessor : HD6809 (MC6809) 
@) Clock frequency : 1 MHz 
(3) RAM capacity - AK bytes (8K bytes possible) 
(with battery backup) 

@ ROM capacity : 16K bytes 
6) Program capacity : About 16K bytes 
6) Interruption : §8-level TRO + NMI 

(2) Address assignment (total address capacity 64K bytes) 
@ RAM area :  (0000),, to (1FFF)i 6 
@) ROM area : (CQ00),, to(FFFF)i« 
3) 1/0 address : (8000), , to (87FF)i6 


(3) Interruption 


Although interruption is possible up to 8 levels, 7 levels are used. 


@) INTO : Timer (61 Hz) interruption 

@ INT1 : — CST (for each cycle of Xc signal, auto focus) 

3) INT2 : When operation panel switch is pressed 

@ INTS  : ABC end (when both contrast and brightness enter allowable range in ABC) 

6) INT4 : When any key of Model S-6501 data entry keyboard is pressed 

6) INTS : X blanking signal 

@ INTE : Y blanking signal (for indicating completion of photo scan and refreshing 
data in each section) 

INT 7 Split signal (generated at central dividing point of CRT in split screen mode) 
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4-3-5 ANLG Circuit Board and Associated Portions 


(1) Voltage and waveform at each point of sweep generator 


Check Point Voltage and Waveform | | 


| IC B19U (1)} Reference ~10V+0.5V 
voltage ; 

X-amplitude @® —10 V except for scan speed. | ¢ --3.4 V for-scan speed [REDUCE || 

reference : [REDUCE | | 

| voltage : 

IC B19L (7) | Y-amplitude 

reference 

} voltage 


IC B19U (7) 


a rn tl Ae Rh He i AERA nt AAA athererti Ate te 


@ Mode: NORM, W. FORM, OBLIQUE | @ Mode: Same as left 
@ Scan speed: Other than RAPID @ Scan speed: RAPID 








TP101 1 X sweep 





nn B85 


(For period and amplitude, refer to 
“scan speed’’} 


a a Rear 





Y sweep | @ Mode.: ALL 
@ Scan speed: ALL 
| 
| 





(For period and amplitude, refer to. 

‘scan speed’’} | 
Rapidsscan. ; @ Mode: NORMAL @ In other than at left 
| signal @ Scan speed: RAPID 


| | | Resor 0 Approx, OV 





30 us. 100 us. 
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ptt 


(Continued) 


| Check Point Voltage and Waveform | 


Auto focus @ |n auto focus mode only 
scan 





: Sms — | 
TP104 Fh 
. Approx. 5 V 
TP103 | | | | 
| 2 ) OV 


Blanking 


signal | rT +28 
| | 
| Y Sweep i . a 
ele 
| x oneta 


oe nee we ee ere 


Split blanking @ Mode: SPLIT 


signal 
, “ee lk Sweep). | 
! | | 
, : | 


P23 





OV 


| | Approx. 220 us 
(at RAPID) 


2 Manne feaacin mone pore aye AR ne ep are gm IR a w ® 2 Ser me a a 


Mode: STIG. _ MONITOR 


| 

| 

bee 

| 

~ 

ere Sweep) | om ot 
Li +28 OV 


OV 


BU (cross mark 
signal} 
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(2) Adjustment of scan speed | 
X scan speed is adjusted by changing input current to the Miller integrator circuit 
(IC C20-C101). Scan speeds lower than 20 (17) ms are changed over by altering data of the 
D/A converter (IC B20). The data are given different values according to the power frequency 
(50/60 Hz). So there is no need for readjustment after reconnecting a power supply, unlike 
with the conventional instruments. 


As for Y scan speed, the step width of integrator output voltage is changed by adjusting the 
value of the pulse current to be flowed through the integrator circuit (I{C C16-C102) for each 
X scan, and at the same time the number of steps (scan lines) for each Y scan is adjusted by 
changing the gain of the amplifier (IC C14, IC C16) provided between the integrator output 
and the comparator which determines the amplitude. 


Frequency is changeable through setting of the switch 1 (shown below) of the circuit 
board. In this case, replace 223 (50 Hz) C3 with 153 (60 Hz) C3. 





Switch 


X Scan Speed 


| | | Ampli- | 
Waveform | 50 Hz | 60 Hz 
























ate ed 


oO oe ' 
REDUCE | TP101 | eae | 0. ms 


| Tx |, | | 
| ae +85V | VR103 
_— | al a saaiccleada cas 
30 aoe 120ms | +85V_ | (VR102) 
| | | 100 | 4ms 1, 
| NORMAL =a bo Tx ae | 
‘ | 7 ie a | 40 ms 
| | ‘| | i 4ms 


| 
1 (VR103} 


5 |) £85 - (VR102) - 


'+499V 


NORMAL 
(PHOTO) 


a rp rn er =A es re er rm irene a eee it ee te a 


Notes: 1. VR102 must be adjusted at scan speed [4] . 


2. When adjusting both VR102 and VR103, VR102 must be adjusted first. 
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Scan 
Speed 


Y Scan Speed 


TD 









Ty 
— (50 Hz) 











| RAPID 
| 83 
|} NORMAL ? 


| | - 
~ -” 
. 
ttt rend - 
y 


2000 
(Repeat) 











REDUCE 
(FAST) 


) REDUCE 
1 4SLOW) © 


Note: Make adjustment first at scan speed (2| ,and then at 1]. 
(Other scan speeds depend on these adjustments.) 







NORMAL 
(PHOTO) 






|x2 


(3) Description of sweep generator circuit 
Figs. 4-9 and 4-10 show a simplified circuit diagram of the X and Y sweep generators. 
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(4) Voltage and waveform at each point of mode control unit 


Check 
Point 


Item Voltage and Waveform . 








CRT X sweep e Mode: NORM, W. FORM, e Auto focus 
signal OBLIQUE > 
e Scan: Other than RAPID 


| on 5 ms 

| Amplitude changeable from 10 to 
20 Vp-p with VR201 (viewing CRT} : 
or VR202 (photo CRT) | 


ee 


CRT Y sweep | @ Mode: NORM 
~ signal | 
| 
| 
| 


ea vane cgt ny pang eR or oe eG eT RRR eH 6 RE AA, AR ANTI GAS SS pe eer ree ere Rimmer reclame eet eR RTT ty RA PA RS TS A 


e Auto focus 


ee ~ 


Amplitude variable from 10 to 
20 Vp-p with VR207 (viewing 


XNA 7 


: aie or VR209 inberos CRT) = Approx Sms 
|e Mode: W. FORM, FOCUS |e Mode: OBLIQUE 





SEARCH 


| 

: 

| i 

| any yw (Video 
| Siqnal) 








i 
| 
= (Y Sweep + Video Signal) 


~ Column X sweep | e Mode: NORMAL, W. FORM, e Auto focus 


| 
signal | OBLIQUE | 


| Amplitude changes by about 1 digit e Mode: W. FORM, FOCUS SEARCH 
throughout magnification range, and 
is variable with VR214 (with STAGE 
at LOWER) or VR215 (with STAGE . 
at UPPER) a tt ee rey 
| * VWR212 superimposes Y waveform 
(for correcting orthogonality of 
image). 





(Continued) 


Voltage and Waveform 


eee 


Column Y e Mode: NORMAL, OBLIQUE e Auto focus 


DvP 


sweep signal 


Amplitude changes by about 1 digit e Mode: W. FORM, FOCUS 
throughout magnification range, | SEARCH 

and is variable with VR213 (with 

STAGE at LOWER) or VR216 Sees Approx. 0 V 
(with STAGE at UPPER) 





(5) Voltage and waveform at each point of video control unit 






item Voltage and Waveform 





TP301 | Fixed brightness Signal (SFVDO) for determining a fixed CRT brightness without changing it 
signal , according to image signal. Valid only when CFVDO signal is “LOW”. 
(Setting is made by 8-bit data given to DAC IC F2.) 


[vero] 


Non Fixed 















Normal 


dare ese A ES SIE Re a aN 


Data List 


fe een tae re 


W. Form 


ee at me A a 1 


petty 

















od 


“Oblique 


Oblique, Photo 





oo ee Se ee 


TP307 | ABC operation =| In ABC a | 
timing signal ! IC BO — () pin 
: | (Y-BU) _ 

| | | TP307 — 1 1a 


Approx 1 ms—--~ Approx 1 ms 


Ae aa re prsiar sewn’ orbits tte awe saute * 08s: 


Relays ABC changeover 
RY1, relays 


RY2 
AUTO 





| 
| 
| 
: isle sees 
{ 
l 


“MAN or INV 


(Continued) 





Check item Voltage and Waveform 
Point : 
| AFC- | Signla detection e Under rough focus and moderate contrast 
related for auto focus 
| parts 


IC F11— @) pin aA (Video signal) 


IC E11— @) pin 
of 
| 
| 
| 






. Wider at higher contrast 


e@ tn AFC (COARSE) 


Approx. 5 ms 


IC B7— () pin TE bP aporox. 10 re 
| 


IC B7— (23) pin | | aii Approx, 50 us 


| Wider al- 
higher 
oe , contrast 
| icew-@ in Lee Lt 
ig ct ° —_—_—— ee <—E qual to’maximum | 
TP309 | 


| level at fC E10~@) 
— ue | pin meh 


Almost equal to 
TP306 ii Alt ~~ voltage at TP309 


(6) Voltage and waveform at each point of lens control unit. 


ett 


Item Voltage and Waveform 





1P401 | Reference voltage | Reference voltage corrected for accelerating voltage 


TP402 for lens system ‘IV 
V = 9.8 30 (Example) 


TP401 is at negative level, and 
TP402 at positive level. 





awe 





an me i 





a 








TP403 Reference voltage | « Changes according to selection of accelerating voltage, WD 
for objective lens setting, focus coarse and [STAGE | switch 


ie ee enn ee eh ER 





ev 





ae ee a RE 


TP404 Reference voltage | TP404 and TP405 voltages variable from —3 ~ —9.8 V with 2CON 
TP405 for condenser lens | switch and 1CON variable resistor respectively {at HV 30 kV) 





ee oe et tre Anna 





_—_—_— 





TP406 Reference voltage je In other than stigmator monitor mode je Instigmator monitor mode 
| for stigmator (X) 











reference voltage 
(for auto focus) 


: : ; 2 4 af : ei 
Variable by +10 V with STIGMA | / ; /) Pa eer 
| = (X) VR (at HV 30 kV) with STIGMA, 
| iX) VR 
| 
sci gn stare amen oan ear verrae umes eam 6 sme Sh meg ce sak nar ro ce cuele near gp ee eres eet ein cee eH a | emer ema att meme ut ¢ At te rn te peep anmeman edi erppraey mame + are Ananth cemeteries deere pein 42m ere eg A A 
| “FP407 Reference voltage | ¢ In other than stigmator monitor mode | _-Y waveform 
for stigmator (Y) | . | 
| Variable by +10 V with STIGMA | 
~ (Y) VR (at HV 30 kV) 
| 
TP408 Gun alignment | ¢ In other than filament image @ In filament image mode 
TP409 =| for filament image | mode 
, 5 7 X wavetorm Y waveform 
Fixed atOV | TP408 aakGe 
TApprox 17 Vp-p(30 kV) Approx. 20 Vp-p (30 kV) 
| Amplitude proportional 
| to square rooted HV 
bt a aie ol a satel Save we ean eh eee Satyr: Mee nies cet Ae acest Gece die + = ia enna een so sei ann mee inne am 
; | ; 
TP410 =| Dynamic focus _@ AFC alignment es ‘During auto focus 
| 


| 
: 
| 


| 
i 
| 
5 
| 
‘ 


iy 





I 
| 
I 
| 
| 
| 
| 





Approx. | 


035 AKC Start! 


Maximum amplitude 

17 Vp-p 
(varies with HV and 
magnification) 


(Continued) 
Voltage and Waveform 


‘Image shift Variable by £5 V with IMAGE | « AFC ALIGN 
SHIFT (X}, (Y) controls 
1 (at HV 30 kV) 


ua 

/ 
Amplitude variable with 
AFC ALIGN (X} or (Y} VR 
(FP411 corresponds to (X), 
and TP412 to (Y}.} 





Note: The X and Y sweep waveforms which are superimposed at the TPs 406 to 409 are adjusted 
for amplitude by the D/A converter of 1C C5 and C4, and are turned on/off by the switch IC E3. 


4-4 Adjustment of CRT 


4-4-1 Viewing CRT 


(1) Set the scan speed [REDUCE] , and adjust the VRs 203 and 206 so that the waveform at the 
TPs 201 (X) and 204 (Y) of the ANLG circuit board appears with the center at O V. Then, 
adjust the centering magnet of CRT so as to locate the raster at the center of CRT. (This 
adjustment is required only when replacing the CRT with a new one. Be careful not to cause 
burning of CRT screen due to too intense brightness. ) 


(2) Adjust amplitude and location. 


















, ANLG 
170 mm (VR201) Center (VR203} circuit 
| | | board 
© 206 mm (VR207) | Center (VR206) 


4-4-2. Photographing CRT 


(1) Procedure for displaying raster on photo CRT. 
e Set MAG PRESET 1 to 98. 
e Set DATA NO. to 420000. 
e Enter [CALL] , [9] and [5] from the keyboard, and raster will appear on the photo CRT 
(with character frame). 


(2) Focus of CRT | 
e For the standard CRT, adjust VR3 on the [VA] circuit board. 
e. For the high resolution CRT, adjust VR15 on the circuit board in photo CRT unit. 


(3) Amplitude and location 














107 mm (VR202) Center (VR204) 


(Adjusting the VR208 is allowed if a photographed image is deviated in the Y direction.) 





On ANLG 
circuit 
board 





(4) Pincushion distortion a | 
‘\f adjustment is required, adjust the cylindrical magnets at the four corners of the deflection 
coil by turning. “ ; 


4-4-3 Character Display Location 


The X-directional width of characters. needs to be adjusted so that the micron marker has a length 
of 30 mm on a photograph, and the location so that data on a photograph are centered in the 
horizonta! direction. If deviated from the center, proceed as follows. 


(1) Adjust the character width and location accurately on a photograph at the photo speed [2]. 


(2). At the photo speed {B] , adjust the character width so that display. appears at the same location 
asat [2] on the viewing CRT. 


(3) At each scan speed in viewing mode, make adjustment so that display appears at the same 


location as at the scan speed [4] (this is the same condition as the photo speed which 
has already been adjusted in step (1) above). . * 


(4) If the Y-directional location is deviated, Y scan speed or CRT deflection width may be con- 
sidered abnormal. 


(Characters are located according to the number of scan lines counted from the start of Y scan.) 


(5) For adjustment, use the VRs on the circuit board. 


Scan Speed _ ANidth Position 

















PHOTO (11 (VR5) 





4-4-4 Rapid Scan 


The scan speed (RAPID | differs from other scan speeds in the following; (1) CRT ts deflected by 
the switching deflection circuit consisting mainly of the Q10 (FET for switching) on the | DEF| 
circuit board, and (2) the X-sweep waveform for deflecting the column lenses is generated in an 
exclusive circuit (on the [RSG} circuit board). 


For waveform, etc., refer to the simplified circuit diagrams (Fig.s 4-11 and 4-13). 


4-5 Adjustment of Magnification 


Since this instrument utilizes a working distance down to —3 mm, the deflecting point needs to be 
adjusted accurately. Therefore, the instrument has a function for adjusting the deflecting point. 
Magnification varies at different deflecting points, so adjustment of the deflecting point must be 


made prior to that of magnification. (Avoid shifting the deflecting point usually, since it results tn 
change of magnification.) 


4-5-1 Adjustment of Deflecting Point 


The deflecting point can be adjusted by changing the 

ratio of the currents flowing through the upper and 

ere lower deflection coils shown at the left. The variable 

coil chock coil is used for correcting the current ratio in the 
rapid scan mode. 


Lowes 
Geilection 
Cui 





(1) With the working distance at —2 mm, and the STAGE/SED switches at UPPER, set the lowest 
magnification by pressing the MAGNIFICATION PRESET LOW switch with an accelerating 
voltage of 25 kV. Adjust the VRs 1-and 2 on the power circuit board (CDTB circuit board) of 
the microscope column so as to minimize peripheral blur at the scan speed . (For S-2500C, 
make adjustment with WD = 15 mm.) 


(2) Adjust the choke coil at the scan speed [RAPID] the same as in (1) above. 


4-5-2 Adjustment of Relative Magnification Value after Changing Working Distance 


(1) Set both STAGE and SED switches to LOWER. (Measure image magnification under the same 
magnification display at working distances of 5 and 35 mm. Set the switch 3 on the DG 


circuit board so as to minimize the difference between the display and measured magnifi- 
cations. 


(2) Set both STAGE and SED switches to UPPER. At working distances of —3 and +1 mm, adjust 
the switch 2 on the DG circuit board in the same manner as in (1). (Except for S-2500C}) 
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4-5-3 Adjustment of Orthogonality 


Adjust the VR212 on the ANLG circuit board so as to obtain an orthogonality accuracy of + 0.5 
degree or less. 


4-5-4 Adjustment of Magnification (Absolute Value) 


Adjust the absolute magnification on the photo CRT under the following conditions. For setting 


the working distance, make entry with the numerical keys and match the Z-control knob setting of 


the specimen stage with the entry. 


Conditions: HV ..... eee ee eee eet terete 20 kV 
Specimen ......- 200+ e cere eters 1,000-mesh grid 
Magnification ........ 652s eee. pugs aes 1000x 


e At working distance 15 mm (with STAGE LOWER), adjust the X and Y magni-. 
fications with the ANLG circuit board VRs 214 and 213 respectively. 

e At working distance —2 mm (with STAGE UPPER), adjust the X and Y magni- 
fications with the VRs 215 and 216. (Except for. S-2500C) 


45-5 Adjustment of Magnification in Rapid Scan 


(1) Adjustment. of raster amplitude in rapid scan 


Adjust the VR211 on the AN LG circuit board so as to match the right end of raster with that 
of CRT. (The left side of the raster extends beyond CRT.) 


(2) Matching magnification and image location between rapid and slow scan (in X direction only) 
Adjust the VRs 1 (magnification) and 2 (location) so as to obtain coincidence between scan 


speed [1] and [RAPID] . 


46 Description of CRT and Column Deflection Circuits. 


Figs. 4-11 and 4-13 show simplified circuit diagrams of the CRT deflection circuit, column deflec- 
tion circuit and that in the rapid scan mode. 
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Fig. 4-11 Simplified Circuit Diagram of CRT Deflection Circuit 
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Fig. 4-12 Simplified Circuit Diagram of Column Deflection Circuit 
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4-7 Adjustment of Lens Circuits 


4-7-1 Objective Lens Circuit 


(1) Adjustment of FOCUS COARSE rotary encoder detector 
Adjust the VRs 1 and 2 on the DG circuit board so that the waveform shown below appears 
at the IC (F14) on the circuit board when turning the FOCUS COARSE knob on the 


operation panel. 


| Adjusting Turning ~ Measuring -— . 









VR1 


VR2 
Examples of 
(Duty ratio: 1: 1) misadjustment 


(2) Confirmation of reference voltages 
The reference voltages are given as follows linked with HV setting. 
HV 
—9.8 0 at TP401 





+9.8+/ ae at TP402 


(3) Adjustment of focus current 
This instrument utilizes a wide working distance range of —3 to 60 mm. So, the range ts 


divided into 2 with reference to a working distance of 0 for adjusting the focus current. Each 
of the divided ranges is selectable by setting the STAGE switch to UPPER or LOWER. Focus 
current is adjusted independently by 2 trimmers for each of the UPPER and LOWER settings 
(4 trimmers provided in total). Shown below is the relationship between the working distance 


and focus current. (Except for S-2500C) 


_STAGE UPPER 






| . is STAGE LOWER 
a. a a “ 
Variable width o” aa a a 
= Gey ee Mar lable width 


Ottser 





The variable width with the FOCUS COARSE knob and the offset component with the knob 
at minimum are adjustable for both STAGE LOWER and UPPER settings. The offset com- 
ponent is adjusted at longer working distance, and the variable width at shorter working 


distance. 


(Adjusting procedure) (Set HV at 20 kV, and use the specimen holder for adjusting focus current.) 


(1) 


2) 


(a) 
(b) 


(c) 


(d) 


STAGE LOWER 


Set the STAGE switch to LOWER. 


‘Enter WD = 35 (mm) with the numerical keys, and adjust the specimen height to 35 mm 


also. Adjust the VR401 on the ANLG circuit board to focus an image. (Although the 
FOCUS COARSE knob can be set at any position, it must not be moved until the adjust- 
ment is completed. } 

Enter WWD = 5 (mm) with the numerical keys, and adjust the specimen height to 5 mm 
also. Adjust the VR403 so as to obtain a just-focus. 


Repeat steps (b) and (c) until the image is brought into focus at both working distances 


35 and 5mm. 


STAGE UPPER 


(a) 
(b) 


(c) 


(d) 


Note: 


Set the STAGE and SED switches to UPPER. 

Enter WD = 0 with the numerical key, and set the specimen height to 0 mm also. Adjust 
the VR402 so as to obtain a just-focus. | 
Enter WD = —3 (mm) with the numerical keys, and set the specimen height to —3 mm 
also. Adjust the VR404 so as to obtain a just-focus. 


Repeat steps (b) and (c) until the image is brough into focus at both working distances 


O and —3 mm. 


Focus current level must be adjusted accurately since it is utilized for calculating magnifi- 


cation. 
For S-2500C, carry out steps (b) thru (d) only. 


Fig. 4-14 shows 4 simplified circuit diagram of the objective lens circuit. 


4-7-2 Condenser Lens Circuit 


In this instrument, the first and second condenser lens currents are variable independent of each 
other. 


voltage changes linked with accelerating voltage. 


The condenser lens circuit does not require aosaneut in particular, though the reference 
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4-8 Stigmator Circuit 


The reference voltage of this circuit is +10 V. The voltage at the TPs 406 and 407 are varied from 
—10 to +10 V by the STIGMA X and Y knobs on the operation panel. [n this instrument, the 
reference voltage of the stigmator circuit is not linked with accelerating voltage. The circuit adjusts 


only an image escape occurring when correcting astigmatism. Adjusting procedure is described 
below. 


~<Stigmator Alignment Adjustment > 


Adjust STIG ALIGN VR equipped inside the blind panel so that an image-will not move with item 
2 STIGMA ALIGNMENT selected on the menu screen 9 SYSTEM CHECK. 


e STIGMA X adjustment 


Horizontal movement : XXVR 

Vertical movement : XYVR 
e STIGMA Y adjustment. 

Horizontal movement : YXVR 

Vertical movement ©: YYVR 


Make adjustment so that an image will be stable at a magnification as high as possible. 


(Stigmator monitor) 


When the STIGMA MONITOR switch is turned on, X and Y sweep waveforms are superimposed at 
the TPs 406 and 407 according to selected accelerating voltage and magnification. 
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4-9 Voltage and Waveform at Each Point of DEF Circuit Board 


Check Point | Voltage and Waveform | 











TP2 — COL X deflection —0.12 x (voltage at TP1) 
~~ output 
TP4 COL Y deflection —0.12 x (voltage at TP3) 
output | 
— Rapid 
scan-related - D017 CATHODE Approx. 10 V 
100 ~ 250 Vv | 
| 
| 
| Q10 DRAIN Approx 
| (D019 CATHODE} 0.5 Vp-p 
| 
| | Approx 
| 20 Vp-p 
| TPS 
| 
| TPQ 
: 
[ 
] 
| 
TP7 CRT X deflection | 0.12 x (voltage at TPG). 
output 
ase en en ek Ee eee ee i ie: sical ta SS Na ee a hen ae a ae ee 
TP11 CRT Y deflection | 0.18 x (voltage at TP10) 
output | 


pa ae Reh Nene ORE AM AU (LP ION OT AER 1 eee TERT REE ome ENE _ 


| 








iRYS: . Rapid/slow . SCAN SPEED RAPID > ON 
changeover relay | SLOW - OFF 

RYE — View/photo | VIEW + ON 

~ .changeover relay | PHOTO > OFF 

a a ee ee eee 

TP13 — OBJ lens power : —0.36 x (voltage at TP12) 

output 
TP15 2nd CON lens —0.24 x (voltage at TP14} 





power output . 


Ist CON lens 
power output 


Dynamic focus coil 


_ power output 





(Continued) 


Check Point Voltage and Waveform | 


TPs 19/21 Stigma (X, Y] 1x (voltage at TPs 18, 20) 
| output 


















Filament image 


TP23 a TP25 ia ee ie 


{X-Sweep} (Y -Sweep) 


TPs 23/25 






Filament image 
output 








TPs 27/29 





Image shift (X, Y) 


| —1 x (voltage at TPs 26, 28). 
‘| output 


4-10 Voltage and Waveform at Each Point of VA Circuit Board 


— Check Point | — Voltage and Waveform | 


Video amp out. e About 5 Vo-p under normal contrast 

e DC level increases by about +2 V and amplitude widens 
slightly at-scan speed RAPID. : 

e Noise component is reduced at lower scan speed 









rr Ae 


View CRT grid * Mode: NORMAL ~—s|_—se:~ Mode: STIGMA MONITOR 








signal ‘Mid-point of Y cycle 
Video signat 
_ Cross 
mark 
signal 
X-BLK Y-BLK 
y e DATA DISPLAY ON | e Mode: SPLIT 
| Character 
signal 
Bottom side 
appears only 
for black 
character 


wenn so — enon 


ae a sted ae 





Photo CRT grid ~ Same as in TP2 
signal 





a Sema nee anny pemeeree Mtn reer Amt mma A 
ene ET 21 RR ee ere Re sar ste cmin  BA A IN + es 


Photo CRT cathode 
signal. . | fT Approx. 110 V 


OV 


PHOTO START PHOTO END 


(Continued) 


CN29 pin About +415 V 


a) 
pin About 0 V 
(9) 


{ Check Point — 













CN30 pin 610 V 
] O0~ +610 V (variable with VR3} 





VAVAVA) X-Sweep 7.1 Vp-p. 


Y-Sweep 8.8 Vp-p 








e Normally about 2 V 


e About 0.5 V when spot killer activated (in |SPOT! mode with 
Model $-5704) 


Spot killer is activated when this point becomes low level. 


4-11 High Voltage Circuit : 


(1) Reference voltage (HV CONT circuit board TP1) 
The reference voltage is determined by the DA converter (DACO831} according to the HV 


control signals DO to D4 sent from the CPU. Its maximum value is —9.41 V/30 kV 
(—0.314 V/kV). 


(2) Adjustment of oscillating frequency (HV CONT circuit board TP2) 
The VR2 on the HV CONT circuit board adjusts the oscillating frequency at the TP2. 


dub - 
0 


ae nner nee 
33 us 


(3) Setting of high voltage (HV CONT circuit board TP3) 
High voltage is set by the trimmer VR1 in the HV CONT circuit board. A voltage of 18 V 
appears at the TP3 when an accelerating voltage of 30 kV is applied. 


(4) Bias voltage (HV CONT circuit board TP4) 
The voltage at the TP4 is variable from 0 to +25. V by the BIAS. knob on the operation panel. 


(5). Filament voltage (HV CONT circuit board TP5) 


The voltage at the TP5 is variable from 0 to +23 V by the FILAMENT knob on the operation 
panel. : 


(6) Detection of emission current (HV CONT circuit board TP6) 
Emission current is detected in the IC (©) (HA17458) on the HV CONT circuit board. 


A voltage of —10 mV/uA appears at the TP6. The emission current meter has a full scale of 
300 BA. 


(7) Overcurrent limitter | 
lf an excessively large emission current is flowed, it is detected by the comparator IC (6) 
(LM311) and the +36 V power supply is turned off. 
pet The IC ©) is activated when TP6 voltage becomes —3.5 V/350 pA. 


(8) Adjustment of preset filament current 
The VR3 adjusts the maximum filament current. 


(a) For LaBe gun, a current value specified for the tip used is set with the [FILAMENT] knob 
at maximum. 


(b) For W-hairpin gun, emission current is set so as to saturate with the | FILAMENT} knob at 
about 2 to 3 o’clock position. 


Fig. 4-16 shows a simplified circuit diagram of the high voltage circuit. 
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. +70 | 
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| 
| 
1 
| 
¢ | | | 
ADDRESS ° oo | © C19 C43 043 . a. or a eee | 
(S040) | , EMISSION Our FNAL £ 1 16 eee 
. METER 4 7 1) 4-Cyt : 7 
rT 1@. m8 ee eae ES REG Y m heel | | Z | 
| { | of LM31/ 7 | HV TANK |(OIL FILLED) | 
i VY RS] 2 7 . : : | a3 : | 
| OVERCURR. LIMITER © | 2S eee 
PCS | 10 & ab . | | 
| | +5 45 ah i . 
cps ie Be S 0 56 el? ! 
) a 5 we BR2 , 5 ea ae ; 
| 5 @ ® | Su 3 x ead aye ; 
eens , : a CN 
ae | ITHV READY e ee | © 
: | DG |BOARD ; “HY READY 7 
Tee, — | Oo 9 | : OVERCURRENT 100 Vv AC 
, 3 ——___—- - ——_____—— 20 | > (7) 
“ . | HIGH VAC» CLOSE ; 


av CON? _ Fig. 4-16 Simplified Circuit Diagram of 
| BY COM ere High Voltage Circuit 
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4-12. Table of Connector Signals 


VA circuit board 


Remarks Yo} Destination 


SE detector 












+15 V output | 
~~ GND 
SEIN 












Signal from preamp 


hmwN ~ 


—~15V output 
Preamp bias 













=“_oo ono ol 


a output) 
GND / 


—_— 





(Option) 
Model S-6540 











Filter selecting signal for Model S-6540 










After selecting SE/EXT/X-RAY 


















1 Video output (Option) 

2 Y-BL Y-blanking output TV & external 
3 BLK (X + Y) blanking output output 

4 Cy External signal for brightening 


CRT (for character data, etc.) 
External signal for blanking CRT 
M scan signal | fehaageaple by Re1I63) 

Y scan signal 

Video signal output to TV (preamp + emitter 
follower) 










ono ol 
















Photo CRT 






3 
3 


| CRT heater 


| Photo CRT deflection coll 






G1 (video signal) 
K (cathode bias) 


O000000 0 






OOIAMAWN “~|- 0 © 


(Continued) 


x, Y signals for Model S-4007 0 Photo CRT 








0 
aC 
QO. 
1 - | | ‘|: DEF 
A +100 V 100 V input (for cathode bias) A eat 
9 _ | 
B = 
= 
4 | +15V* +15 V input for 600 V PM HV power supply 
D +15 V +15 V input for general use 
5 GND* GND for 600 V PM HV power supply 
E GND General grounding 
6 | 
E \ —15V 
as + |) Vacuum-link contact signal 
H 0 {contact closes under high vacuum) 
pet tm, g } | 
j —15V | 
9 7 : Power supply for S-4007, relayed to CN30 
K +15 V | 
10 } GND | 
; | 
71 ; 
} +5 V | +5 V input 
42 from DC PS 
“ } GND | 0 
13 -P DEF X — | | 
Pp = GRLDER Y= | Photo CRT deflection current, relayed 
14 | PDEFX+ | to CN30 
R | PDEFY+ | 
15 V DEF X — | 
= ene 7 CRT deflecti t, relayed t 
: eflection current, relayed to | 
16 V DEF X + CN29 | 
T V DEF Yt | | | 
17 SLOW X . 
U RAPID x Scan (CRT) signal for spot killer 
1 V DEF X + + Viewing CRT 
2 V DEF X — or 
3 V DEF Y + Viewing CRT deflection current output 
4 V DEF Y — 
5 H 
6 H | CRT heater 





(Continued) 





Viewing CRT 


G1 Video signal 
K Cathode bias 





CRT BRIGHT 


| i Photo contrast VR 
25 < | 
pw 
| 
| 


| 0 
O 
O 
O 

| 


Photo CRT BRIGHT 














1 ' VDOA | Video signal (for ABC fanetioh 0 ANLG 
A VDO | Video signal for Y modulation | | 0 | 
2 — PSIG ‘| Preamp output (video signal for AFC function) | O 
B | | | | 
;} ANALOG GND | a 
by | 
3 BIAS | Preamp bias (from. ANLG circuit board) 1 | | 
4 +5 V reference | Output | O- 
5 GND ! | 0 
6 PM HV reference | [nput _ 
7 SFV DO | Fixed brightness voltage | 1 oo- | 
i is i X, Y signal inputs for S-4007 : 
9 Py | a 
kK | : | ! 
( } > DIGITAL GND | i 
Sa a | 
10 BLK '  (X + Y} blanking input | | 
11 Y-BL | Y blanking input | | 
12 BU | Signal input for brightening cross mark | of 
i SPBL | Central blanking input in split screen mode | | 
14 DATA | Signal input for brightening character i 
15 DDBL Signal input for data display on white background: 1{ 
16 SS1 SE 
+ SS2 EXT ~ Signal selection input | 
i7 ; S8S3 | X-RAY | 
U | MSK Signal input for brightening frame in dual mag { 


mode 





(Continued) 
ree | svi | femwm |10| tan 
18 Fl 





ANLG 






GM2 

POL ~ Polarity inversion signa! 
Y CFVDO Signal for changing CRT brightness 
signal to fixed brightness 


ae ee Filter selection signal 
19 | F3 g : 
w | F4 i 
| ine ree { 

i sul Gamma control selection signal | 
| 

| 















22 Fol | 
Z . FS ~ ‘| Signal for selecting brightness of photo | 
23 —FS3 | CRT according to sensitivity of film | 
A* FS4 | | { 
24 RAPID Signal for enhancing contrast and | 
| brightness in RAPID scan 

B* | SPKDIS | Signal for inactivating spot killer | 
25. EPMH PM HV_ON signal | 


Signal for displaying raster on photo CRT | 












Remarks . 1/O Destination 






Data bus 


i | 
1 
| 
| 


0000000000 


| 
} 
| | ower address 3 bits 


CPU timing signa! 

' Upper address ($8028 ~ 802F} 
Upper address ($8020 ~~ 8027) 
Interrupt input | 

Upper address ($8018 ~ 801F) 
Interrupt input 

Upper address ($8030 ~ 8037) 
Character signal 

Signal for character display on white 
background 

Interrupt tnput | | 


et OO =O Oro 


4 — 47 


(Continued) 


er: 15 X-BI X blanking signal 


ANLG 
S| INTS Interrupt input | 
16 | Y-Bi Y blanking signal | 
T | INT6 | Interrupt input i | 
17 | SGX : X scan signal 
ue : | 
18 , : 
| 
19 | -15V | L 
Ww | 
20 | O | ~ Power supply for data display circuit | | 
x | 
21 +15V | | 1 | 
Yo. | 
Z| | a 
23~25 | | +5 v | | O- 
Vio Oe O | 
a a ae AN gt a Sige 
2 | 1 + High | wae | 1 | Panel 
2 ' Low | ca 
2 gamma | : i | 
4 OFF | control | Contact signal of selector switch (functions | ! 
5 | Upper post HV | at left available at voltage level Q} il | 
6 Lower ar) | | : 
7 Auto} | | Ge a 
9 INV | signal : i 
D~J GND ! | 
& * a, moe : | _ 
oak ' Rotary encoder output | , 
10 3. Ee. - | | 7 
A y a | | 
5 Rotary encoder (FOCUS COARSE) : 0 | 
Co power supply : 
to} oN ¢ RL? | | ! - 
13 RUG . | i> | 
P RLS. | | bt | 
14 RL4 ' Return signal line of matrix for reading | 1 | 
R. RL3 panel switch . 
15 RL? | RL: Return Line 
S RL1 tod || | 
16 RLO mo | 
21 SO I O | 
20! $1 te er | O | 
19 | §2 | | sean signal line of above matrix 0 
| S:. Scan line 
18 | 83 O 
17 | $4 O 


| _ ye [some | tome || tt 
22 | DO O | 





(D1) 
(D2) 
(D3) 
(D4) ; 
(D5) 


POST L 


(D7) 
POST U 


HV READY 


OVERCURR. 
LIMITER 


ae & 


| digit of MAG (current sink side) 


| Segment line of 7-segment LED for Ist 


HV digit selecting data (1: O~ 31 KV, 


HV ON/OFF (0: ON) 
| Upper detector post HV ON/OFF (0: ON) 


(Continued) 


Ind and Ist digits of HV 

1st decimal digit of HV, 3rd digit of MAG 
2nd and 1st decimal digits of MAG 
Decimal point of 7 segments, etc. 


Independent LED 


Segment line of 7-segment LED for 
Ind/ist decimal digits of HV and 2nd 





digit of HV and 3rd/1st digits of MAG 
(current sink side) 


Lighting line of individual LED 
{current sink side) 

| 

| 


L HV setting data (0 ~ 31 kV) 


0: O~ 3.1 kV) 
Lower detector post HV ON/OFF (0: ON) 


eta RK ae +5 
———»—o~o-4, READY/CLOSE 


OCL activated at ‘1” 


Digit scan line for LED display (current source side) 


4—49 


(Continued) 


| us Signal Name Remarks 1/0 | Destination 
No. | No. 
70 | | | 







| 1 
i Pees } +s V 
on 2 DO 
3 23) 
4 | D2 
5 | Bs 
6 | D4 | 
7 | DS 
: | au: | Bus for sternal 
ia | STOP ! connection of CPU 
11. |. AO | | 
7 
13 Ro oh 
14 | RW | 
15. | GRES | | 
16 | ENA . ; 
17. | CLK 1 MHz clock 
26ND 


Signal Name Remarks : | Destination 





COL x | Signal (X) to COL deflection amp O | DEF 
2V AC ' Power supply for line power synchronization | 
COLY | Signal (Y) to COL deflection amp O 
GND (2VAC) | - 
MAG RY1 , Magnification changeover signal O 

' (1 : 10 detection resistance changeover) | | 
GND ! 
MAG RY2 : Magnification changeover signal O 

, (1 : 100 shunt resistance changeover) 
GND ! 
CRT X | Signal (X) to CRT deflection amp OO] 
GND i 
WX (RPD) VR i se 

TF rs 


GND. 
WX (RPD) VR 
GND #4 
WX (RPD) VR | 

GND 

RPDT Trigger signal of full-rapid deflection circuit O 


ee ee ee 


—> deflection width in full = 


ae rapid mode 


ao VRs for adjusting CRT 


: ae 


— 


GND 
GND 


GND 
RPD RY Full-rapid changeover relay drive signal O 





4—50 


(Continued) 


GND DEF 





13 PH RY Photo CRT deflection ON/OFF relay drive ae) 
signal 
GND 
CRT Y | Signal (Y) to CRT deflection amp O 


Power input 


es 








~ TV X scan signal 








(Option) 
TV Y scan signal TV scan 
TV ON signal 
Power supplies (for TV scan) 
(Unused) 
Analog GND 
Digital GND | | 
1 Added to image shift (X) (Option) 
2 Added to image shift (Y). 
; ; 
4 
9 
6 Power supply for optional accessory 
7 | 
: ee ie na atea ee Ann ita ee sa atte pec te 
A | | a | (From S-6509) 
: | +15 V : Power input 
° | | 
—¢ | —15V ; 
4 ISY | Image shift (Y) | 
D ! , 
5 1SX _ Image shift (X} O 
E DYF | Modulation signal input for dynamic focus | \ 
6 GAY | Gun alignment (Y) 0. 
F GND | | 
7 GAX | Gun alignment (X) | O 
H GND | 
8 STIG Y Stigmator (Y) | 0 
J GND 
9. STIG X — Stigmator (X) O 
K GND | 
10 DYF REF Dynamic focus coil drive signal for AFC O 
E: +V REF Reference voltage for lens O 


(linked with /HV ) 


4—51 


(Continued) 


Signal Name | ~ Remarks 


Destination 





8 11 COND C | Reference voltage for 2nd condenser lens QO | DEF 
\ =V REF Reference voltage for lens (linked with VHV ) O | (From S-6509) 
| COND F Reference voltage for 1st condenser lens O 

" : ie Reference voltage for objective lens 

P = GND; 


| 
: | 
6 ce Mt eg IR Ae rR an gt a ln 7 a gh Ig Si a et 
| 
| 
! 
| 
| 
{ 
| 
| 
| 


26). 1 a7 X OUT. Oe Tae O | (Option) 
_ LO 
— DUAL | 


2 1 XIN 
a & “ACUT 


4: YIN 





| 
5 > SX X scan signal! output O | 
Y Y scan signal output O | 
Z XO X scan signal [: | 
; |Signals after processing | 
Input | 
Py ee in mode control | 1 
8 YO : | scan signa ecat | | 
input | | 
MY i 2 = a 
0 a | | Manual shift signal | ; | 
11 MSK | Signal for brightening dual-mag mask | | 
12 | oa : 
+15 NV | | 
\ 15 i 
13 wen 3 ' MDM unit drive signal | 
A GND | 
1 X OUT | > a 7 O | (Option) 
{| 2 X IN , . i | | ~S-6509 
3. YOUT - | 0 
4 YIN a Es 
5 GND | | 
5 ee | 
7 = | 
hove Bath aes 4 be tetas e 








4 Rafer to ‘DG circuit board’ ~é ‘ | DG 





1 —VREF : Reference voltage output for | O 1 Panel 
A GND ' condenser fens. Oe 
2 COND C i 2nd condenser lens switch common iol | 
B | | | | 
3 COND F | Ist condenser lens VR center a i | | 
C- . 7 7 ; | 
4 | | DYF signal | O 
D DYF VR | GND 0 

5 | DYF VR center [ 

ie ; | 
: ; fn | Reference voltage output for image shift - 


Ck: Rae aA nC TET 


4 —52 


peeentaten, 


(Continued) 


CN 


Xow oO T™ 


- gumtpl . poem Y om_, 
VoZzyne aro 


Is 


Site ete a 


22 


23 


SXX 


ee ee, 


en re ed 


STIG X 
STIG Y 
F 1 

F2 

51 

$2 

$3 

34 

(X 

AX 


SYX 
LY 
AY 
SXY 


Po ae 


SE 
EXT 
EXT 


SE 
SW GND 


_ P, 
ee eg eee te ne tee a Seater ES —— 


| BRIGHT 


CONTRAST 


ABC 
‘CONTRAST 





Refer to “VA circult board” 


STIG X VR center 
STIG Y VR center 


Voltage to AFC ALIGNMENT VR 


Voltage to STIG ALIGNMENT VR 


{mage shift (X) VR center 
AFC ALIGN (X) VR center 


STG ALIGN (XX) VR center 


STG ALIGN (YX) VR center 
Image shift (Y) VR center. 
AFC ALIGN (Y) VR center 
STG ALIGN (XY) VR center 
STG ALIGN (YY) VR center 


SIG SELECT switch (CH1) 
SIG SELECT switch (CH1) 


SIG SELECT switch (CH2) 


SIG SELECT switch (CH2} 
SIG SELECT switch grounding (common) 


- 


ae Brightness VR 


~ Contrast VR 


ABC contrast VR 
ae. (on panel inside cover) 


ane pee ete, ee te A ee ne Rm A 


Aec'52 





Panel 


















meee eee ee ee ee 


| 
I 
| 
| 
| 


VA 


DEF 


Column coi! output Column | 
(See Circuit diagram’) 


+4 oe Digital ground 

















1 t | ps 
2° Be ah aS 4 V power supply for logic | 
| 2V AC i | or power synchronization. and spot killer 
oe 1: ONY | Lens B power suppl | | 
5,E | +40V | : en | 
6 |. -15V | | 
7 GND | Lens system power supply | 
Fc; +15:V fe | { 
H —15V SG circuit » 
8 GND | VA circuit board power supply | 
5 | +15V | | cRTY | 
9 | -25V | ee | 
| | 
10 | GND I COLX ft: deflection amp. power supply ol 
L | +25V | | | | 
T | 45V | 
| (non-stabilized)} | Power supply for: | 
M | 40V | Bot easton RAPID deflection aoe 
417 «| 6GND | 
42,N ; --15V i | - i 
13 | GND . i ewe supply for video amp : | 
- 14,R | +15V mod 
17. =: «+100 V Ej Power supply for cathode bias. | 
15 | | Relay contact for vacuum link a. 
S| | va VAC hear (contact closed under high vacuum} ; 
L “4 Reser to “WD sirenit board” 
| Refer to “ANLG circuit board” 
| Refer to “ANLG circuit board”’ 
ks lr | Dynamic focus modulation signal t | 
; ee | y u signal inpu | 
3 — | | 
4A aoe | | 
5 P15. | | O 
6 GND | Power supply for S-6509 1 QO 
7 15. | | om 
Fo Ee aba eS iceman ec neo tn Pe er ee ng ere eT . ee 
iA 7 REP | Reference voltage for gun alignment O. | ALG unit 
2,8  , -VREF | circuit (linked with VHV ) O 
3,¢ | GND 0 
4.0 | +15V : Oo 
Sa = | GND | Power supply for the above O 
6,F | -15V | O 
{ , 
ap. | +100 V { O 
3 | GND Bias power supply for the above 0 














Signal Name 


+ 
anny 10 kV HV power supply 


GND 


oe } Vacuum-linked (POST, HV) contact signal 
VEG RECRY | (contact closed under high vacuum) 





























idl | UW aauuriiniced ‘Specimen chamber | | Power 
HIGH VAC anlavdrive open status-linked {7 supply 
WINDOW OPEN : relay drive signal sub-panel 


“Snaoahwnrd- 


























0 ined supply _ 
Refer to circuit diagram of power supply (Option) 
eae (AC) for $-6540 ee §-6540 
Refer to circuit diagram of power supply Ns (Option) 
a 2 _ (AC) for S S-6541 fecha een S-654 1 
AC input Refer to 0 “Circuit diagram” 
AC input Refer to “Circuit diagram” 
DC PS output | Refer to “DEF circuit board” 















Signal Name Remarks Destination 









| . ) | ‘ 
a ; | 100 V AC | 100 V AC input (after noise filter) - rea 
3 GND | Ground line i a 4 “Boars 
4 +24V | +24 V input (from evacuation circuit board) | , 
5 VAC ' Vacuum-linked relay drive signal [| 
6 VALVE "Exchange chamber valve open relay signal Loy 
Fe gaat clas ppt cae aes Peas EU Spent Webel Uavenemeeem noe 

1 | om 

, FAN 100 V AC for fan - 
2 | | O | 
es > 3 
TABLE TAP 100 V AC | 
4 " For table tap (unused) O | 
5 GND O | 
. HV | 100 V AC For HV S | 
7 O 

8 : 0 
9 BV PS | 100 V AC For +5 V,10A i O | 
10 GND power supply : Oo | 
11 +5 V oo 4 

12. | 0 ones | ! | 


tte, 


Address 


$8008 





$8009 : 


A rt ne mri eo a an 


$8018 


S801A 


5801B 


a tn man iret A rng ere 8 er we ee pe ete nme 











Symbol! 
ei le 
— D—7: INT. 7 
DO:. ee 
ove | 
D7: INT. 7 
DO: A/M 
Dt: EABC 
D2: EAFC 
| D3: GAIN 
~D4:. EWM 
Db: 
D6: 
D7: EBU 
DO: Fi 
D1: F2 
D2; F3 
D3: F4 
D4: GMi 
D5: GM2 
D6: POL 
D7: CFVDO 
DQ: FS1 
D1: FS2 
D2: 
D3: 
D4: RAPID 
D5: SPKDIS 
D6: EPMH 
D7: EPCRT 
SFVDO 


4-13 Table of !/O Addresses and Signal Functions 


Function 


INTERRUPT ENABLE 
vo": ENABLE. “1”: 


~ INTERRUPT CLEAR 





MASK 





WRITE “1 
i pene = aCe REDE) | i a a as Sp i ar et 
| VIDEO AMP CONTROL 
| ABCC AUTO/MANUAL SELECTION ‘1° > AUTO 
| ENABLE ABC “1 + ABCC ON (DO = 1") 
| ENABLE AFC “1% >AFC ON 
| VIDEO GAIN SELECTION FOR AFC “0” > HIGH “1” > LOW 
| ENABLE WAVEFORM B/C MONITOR | 
Bi 
| | 
| ENABLE BRIGHT. UP (CROSS MARK) 1" > ON | 
ee ec nc naa 
| VIDEO AMP CONTROL. RAPID ‘1111 
| ) 1 ms 1110 
| FILTER SELECTION Fe ee see 


100 ms 0000 
| | GAMMA CONTROL “0” ~ ON 


POLARITY SELECTION “1% —NORMAL “0” > INVERT 
CRT FIXED VIDEO “0 > FIXED BRIGHT. 





vy ye EO ANP CONTROL 


OSURE VALUE SELECTION FOR FILM SENSITIVITY 
FS1>x2 FS2->x1/2 


BRIGHT. UP FOR RAPID SCAN “0” ~ ON 

SPOT KILLER al ~ ON. | 
ENABLE PHOTOMULTIPLIER HV “‘0"" > ON | 
ENABLE PHOTO. CRT “0 ~ PHOTO. CRT RASTER ON. | 


4 
ai aes ee: Ea ee ee ee ee 


CRT FIXED BRIGHT. SELECTION 
$00 + -10 V, $80 -OV, $+10V . 
(CHECK POINT > VIDEO AMP pala | 





DATA FOR OBJ. LENS CURRENT CONTROL A/D 
CONVERTER 


DATA FOR REFERENCE VOLTAGE OF LENS CIRCUITS 
A/D CONVERTER (LINKED WITH HIGH VOLTAGE} 
SFC -> 30kV, $CD > 20kV, $1973 kV 





ee Se Nigar te et 


Board. 
Name 


DG 


ANLG 


(Continued) 


- Board | 


SWEEP WAVEFORM WIDTH ANLG 
LINKED WITH HV AND MAG. IN STIG. MONIT. MODE 
LINKED WITH HV IN FILAMENT IMAGE MODE 


a la at a i TT Se al 


DATA FOR A/D CONVERTER OF AUTO FOCUS eet 


ee or ee a Ee A, TE RR A ne ee EE TS SE 


























$802E LENS CONTROL 
Do: SO | | OBJ. LENS CURRENT SELECTION 
D1: LS1 | DO=0 DO =1 UPPER 
| D1=1 | OME ree is | ” STAGE 
p2: S2 | AUTO FOCUS 
D3: LS3 | FILAMENT IMAGE “0” + ON 
D4: LS4 | STIG. MONITOR “Oo” + ON 
D5: TSS | | POLARITY SELECTION FOR AUTO FOCUS CURRENT _ 
D6: LS6 ae 11: OFF, 10: +, O01: —, 00: PROHIBITION 
D7: | : 
= ere eetk acess oe Ba a at} io bah Sy Soak i oe en ec ae nan en eam a Re ee rani Ae ama 
$8030 | DATA FOR X SCAN SPEED | 
. Se a I ee a are ae a tre re _ 
$8031 | SWEEP G GENERATOR CONTROL | 
DO: | 0011 > 128 LINES | 
D1: | | 1011 > 256 LINES | 
ae. RASTER LINESCONTROL gio 4519 LINES | 
D3: | 1101 > 1024 LINES i 
_ | 1110 ~ 2048 LINES | 
D4: REDX REDUCED AREA X SCAN “0" > ON | 
ps5: REDY | REDUCEAREAYSCAN “0” > ON | 
D6: ECS | ENABLE COSINE/SINE WAVEFORM "0"  SIN/COS ON | 
D7: E RAPID ENABLE RAPIDSCAN 0" > RAPID ON | 
SWEEP GENERATOR/MODE CONTROL 1 
S1 ; a SPEEDims 0" > ON | 
re SYNC. PULSE “y> ON | 
X RESET | X SWEEP STOP “0 + ON | 
X FREE NON SYNC. X “0 + ON | 
ESYNCY | Y SYNC. PULSE “O" + ON. | 
Y RESET | Y SWEEPSTOP “O" + ON | 
Y FREE NON SYNC. Y "0" > ON ! 


| 

| 

| 

. ETV | ENABLE TV SCAN “Q' > ON | 
es Sener 
MODE CONTROL 


ESGX X SWEEP > X DEF 

ESLX 1/2 X SWEEP > X DEF 
ESGY Y SWEEP > Y DEF 

ESLY 1/2 Y SWEEP > Y DEF 
ESWY X3 Y SWEEP > Y DEF 
ENORM NORMAL SCAN. 

ESPLIT SPLIT MODE ON 

EXT EXT. SCAN SIGNAL > DEF 
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- 


EPH 
CCRS 
ESCANY 
EWM1 
EWM1 
EWM3 





WAVEFORM + VIDEO SIGNAL 
~ OBLIQUE + VIDEO SIGNAL 


HV ON 


| UPPER POST ON 


(Continued) 


Board 
Name — 


ANLG | 


Function. 


DATA FOR MAG. SELECTION DAC. 
LOWER DIGIT > HIGHER MAG. 


MODE CONTROL 
COL. DEF SHUNT RATIO “O" 7X1, 1" > X 1/100 


COL. DEF REF. RESISTOR SELECTION “0” > 10 22, “1% 1 Q 


PHOTO CRT DEF ON “‘0"~ON | 


SET CROSS MARK AT CRT CENTER “1 > ON 


Y SCAN NORM/W. FORM SELECTION “0” > ON 

"0" > ON | 
“O"' > ON | 
VIDEO SIGNAL FOR FOCUS SEARCH ON “0” + ON 


CANCELED DC LEVEL 


eer ee nr eae Ae PN AR 


DATA DISPLAY CONTROL DG 


ee NS SH 8 TS, 


CRT BOTTOM DATA INDICATION “4 > ON 

DARK BACKGROUND (BOTTOM) mo ON | 
INPUT DATA INDICATION FROM KEY m5 ON | 
DARK BACKGROUND (INPUT DATA PART) “17+ ON 
YcLock seLection 98 286 OT: Thee | 


10: 512. 11: 2048 


eect pg, en ER LT ANY RATER RR ER HO 


CLOCK SELECTION FOR DATA DISPLAY 


RAPID ~ LOW ACTIVE 
xX = 1ms 
20 ms 
40 ms: | ! 
100 ms : | 
200 ms. | 
30. kV HV CONTROL | | 


DATA FOR DAC (HV REFERENCE VOLTAGE) | 


HV DATA X10 SELECTION “0X1, “1 > X10 ! 


"0" OFF "1" > ON 


ee ne neem ete te a ee 


POST HV CONTROL 


LOWER POST ON “0 +OFF 1+ ON : 
“O"> OFF “1 ON 





DATA FOR A/D CONVERTER OF AUTO STIGMA X 
CONTROL 


epee meray oe ape maaan tONe- 8 nme ty ERR eee RIN eer here Rt anaar mpuare weit —epasaaces reertrerrrmaatmmemmanrAanle Ants OR # BABS ALSO et a eal er A 


DATA FOR A/D CONVERTER OF AUTOSTIGMA Y 
CONTROL 
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4-14 Service Functions 


The SYSTEM CHECK screen (called out by entering [9] ) displays functions 1 to 3. 
Besides, the functions 4, 5 and / are usable exclusively for service. 


(1) 


(3) 


(4) 


Preliminary operations for using service function (coding) 
e Set MAG PRESET 1 to 98. 


e Set the upper 2 digits of the data number to 42. 


[CALL] (2) [5] (3) (ENTER a) @ 
Display of adjustment frame on CRT 


e A frame as shown at the right appears on the viewing CRT. It is usable 
for adjusting CRT distortion and amplitude, and data display width. 

e Keyboardentry is [CALL] [9] [4]. 

e Scan speed is selectable, though the LED display of each switch does not 
function. 

e Upon pressing the key, the normal status is restored (the 
frame remains displayed). : 

e The frame can be erased by the same procedure as for erasing 


keyed-in data display ( [CLR ALL | ). 


Display of raster on photo CRT 


e In the usual operating status, the raster does not appear unless photographing. is started. 
This is inconvenient for adjustment. Therefore, the circuit is designed so as to enable 
forming the raster at the scan speed for image observation. (At the same time a frame 
similar to that in (2) above appears.) 

e Keyboard.entry is fo] [5] . 

e Usual status is restored by pressing the [ENTER| key. 


Display of software version 


e The version numbers of the built-in programs can be read out. 


e Keyboard entry is [CALL] [9] ; 

e Usual status is restored by pressing the [ENTER] key. 

Use of magnification lower than minimum magnification 

In the usual operating status, the minimum magnification depends on elements other than 
electrical capability (such as mechanical dimensions of electron-optical system). By per- 
forming (1) above, however, magnification can be reduced to the lowest level electrically 
possible with [MAG PRESET] switch. Although the lowest magnification obtainable by (1} 
does not differ widely from the usual minimum magnification at accelerating voltages of 20 kV 
or higher, the difference between them becomes conspicuous at lower accelerating voltages. 


4-15 Replacement Device List 


Device Name . 


HD74XX 


STANDARD TTL LOGIC FAMILY 


— HITACHI 








LS-TTL FAMILY a HITACHI 
| SN74LSxXx TI 
HD14x XX CMOS LOGIC FAMILY ~ HITACHI 
MC14X XX MOT 
HD6809..~*«é“‘«WSY:C«‘«é@R it MICROPROCESSOR ~ | HITACHI 
HM6116LP-3. | 16Kbit(@xXx2K)RAM ~~ —~——«&|—sdHAITACHI 
HN462732... +»+| «32K bit(@X4K)ROM —— 
ULN2003AN "7 TRANSISTOR ARRAY TI 
TD62503P 7 TRANSISTOR ARRAY 
"uPD8279-5 «| _~—« KEYBOARD/DISPLAY CONTROLLER | NEC 
HA17741G “OPE-AMP 


ite ee 


_Hat7os2~s / | DUAL FETINPUTOPE-AMP | HITACHI 
LF356BH “FET INPUT OPE-AMP NS 
HA17458PS DUAL OPE-AMP 1 HITACHI 























TOSHIBA | ULN2003AN* 
8279, 8279-5 [INTEL] 


“HITACH! | A741 [FC], MC174 [MOT}, 
Sas eS tars ee ee LM741 [NS] etc. (8 pin-DIP) 


reer 





SN, MC, DM, AM74 XX (J) (N) 


(TI, MOT, NS, AMD, etc.] 


SN, MC, DM. AM74 (54) LS XX W)(N) 


[Ti, MOT, NS, AMD, etc.] 


MC14xxX [MOT], CD4xxxX [NS, RCA], 


4XXX [FC] 


MC6809 (68A09) {MOT} 


Laitace | 
ULN2003AN, 1TD62503 [TOSHIBA] 


TLO82 [TI], uPC4-82C [NEC] | 


-LF356, 256, 156(NS, MOT, SIG], 


PM356J [PMI] 


LM1458, LM1558 [NS], HA17082, 
TLOB2 {TH 























-OP-OSCJ LOW NOISE OPE-AMP | PMI uA741* etc. 
—uPC252A LOW BIAS CURR. OPE-AMP NEC AD515 [AD] (CUT@ —- © — ® PIN 
; ae ; ee ae CONNECTION), uPC152A 
LHOO24CH HIGH SPEED OPE-AMP : NS 
ECs een mS) 2,1 S18 9) Se LM244, LM144 [NS], LM343 [NS] * 
HA17408 8-bit MULTIPLYING DAC HITACHI | M1408 [NS], MC1408 [MOT], 
| OAC-08 [PMI] 
DACO832LCN | 8-bit CMOS DAC (1/2 LSB) 1 __NS DAC0831, DACO830 [NS] 
DACOB31LCN | 7 SbItCMOSDAC(1/4LSB) | NS | DACO830, DACO832" [NS] 
DACOBSOLCN | 8-bitCMOS DAC (1/8 LSB) NS DAC0831*, DACO832*_ [NS] 
DACIOOBLCN | WbinCMOSDAC NS. DAC1007", DAC1008"_{NS] 
__ DAC1231LCD 12-bit CMOSDAC | NS DAC1230, DAC1232* [NS] 
DG211Cs QUAD SPST ANALOG SW | SILICONIX'} 1H5052, 1H201 [INTERSIL], DG201 
aa ae ORS Neeemnreme rons eer Meeen ees SCE 
Sw-01 ____| QUAD SPST ANALOG SW M __0G201 [SILICONIX], HI201 [HARRIS] 
DG200BA DUAL SPST ANALOG SW | SILICONIX | ADG200 [AD], HI200 {HARRIS}, 
ou ae tees Be Sago Sas ee ee Se eect ees _OG200 INTERSIL) 
AD10/253 DUAL SPST ANALOG SW AD ADG200 [AD], DG200 [SILICONIX, 
aan i beara Rea kD a Si a ee lees INTERSIL} 
LM319N tC DUAL COMPARATOR NS __| LM3195 (NSIT, LM319 [SIG] 
HA17903G _ DUAL COMPARATOR | HITACHT | _LM2903 [NS, Ti}, LM393 INS, SIG] 
HA17901G | -QUAD COMPARATORR | HITACHI LM2901, LM339 [NS, SIG, Ti], 
Le IT AE. teeth ERY Ie LoTR ony SEES enh ce nunneeener aren}. ME2901 [MOT] 
LM311H COMPARATOR ! NS LM311 [SIG], MC311 [MOT], 
sc i Sa tg a ett pte est netted nce Pa atta VEG EMSS 
HA17723G. VOLTAGE REGULATOR | HITACHI uA723 [FC, TH], LM723 [NS], 
eT re LMR een See Nm DITET ao vr errr imem Wes Sel CPUC 
HA17805P 5 V FIXED VOLTAGE REG. | HITACHE | LM7805CT.[NS], MC780SCT [MOT], 






all a he I TO ea rt i 


HAT7555P$ 


tte ee Geer ere ee enn mae dave 


PRECISIONTIMER. 


armaments eens ene erent 


HiTACHI 


Notes: 1. 
2. Replacement part names do not include package type suffix. 


Tl: Texas instruments 
NS: National Semiconductor 


3. Maker Name SIG: 
FC: 
AD: 


Signetic 
Fairchild 
Analog Devices 


_ NES555N [SIG], LMSS5CN [NS] 





uA7B05CKC {TH 






Devices with * mark are only for temporary use. Specification may not be satisfied. 


‘MOT: Motorola 


wes 


4-16 Check/Adjustment of Motor Drive Unit Components 


416-1 Layout of Adjustment Variable Resistors and Check Terminals on Circuit Boards 


Figure 4-17 shows the physical arrangement of adjustment variable resistors and check terminals 
mounted on the X CONT and Y CONT circuit boards. 


f 


p10 [2 Qooo}cns 







QvR2 


O 
CN11 
; QNvAi 


[x cont] BOARD 









TP2 TPB 
p10 SSSSSICN7 O° B66 TP7 © 
. [o 9000} COOOICNS: O 
. . VR7 ; 
y HvRi <t 
ra 
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[ Y CONT | BOARD 


Fig. 4-17 Adjustment Variable Resistors and Check Terminals 


4-16-2. Functions and Adjustment Procedures of Variable Resistors 


(1) X CONT Circuit Board 


VR No. Adjustment Procedure | Layout Diagram 


VR1 Used for adjusting variable voltage Check a variable voltage range at TP5, Fig. 4-17 
to the center level | and adjust voltage to the center level. 
(zero adjustment for |CG6E). 





a a a ae am et ee Se tS PN 





Se a ee I nn a I 


VR2 Same as above [ After adjustment of VR1, set voltage 
at TPo to 0 V to mV. 


a ee le BA Rh a mm A arma er Ae Fo dee hares me rel of EE ET RL NE PAR, 8 


VR7 Used for adjusting movement | Adjust voltage at TP7 to —1.95 Fig. 4-17 
/ speed of the specimen stage. +0.1 V, and then set time to 2 m/sec : 
exactly. 
VR8 Same as above | Adjust voltage at TP6 to +1.6 +0.1 V, Fig. 4-17 


and then set time to 2 m/sec exactly. 


(2) Y CONT Circuit Board 


VR No. Adjustment Procedure = Layout Diagram 


VR1 | Used for adjusting variable voltage 
to the center level 
(zero adjustment for I1C6E). 


Check a variable voltage range at TP3, j Fig. 4-17 
and adjust voltage to the center level. 





rn le ee Rh ae EN el RS SOT rt gap a bre ehh ep pr Er I fe LT TE ETT I: metas ee ee RE A A A EY 


VR2 Same as above After adjustment of VR1, set voltage | Fig. 4-17 
| at TP3 to 0 V to mV. 





fr re A ne a Re a A 


VR7 | Used for adjusting movement 
speed of the specimen stage. — 





etl A a AN le hire 





ep ee A re Ae YT Seanenehdammmnniemntemntainanaanl 





VR8 | Sameas above Adjust voltage at TP7 to+1.6 40.1 V, | Fig. 4-17 
: and then set time to 2 m/sec exactly. 


4-16-3 Voltages at Check Terminals 


(1) Voltages on X CONT Circuit Board 
























Check 
Paranal = Voltage Range al Remarks 
TP1 Reference voltage . +5 V 40.5 V7 
TP2 ‘Analog ground 
TP3 Motor speed control voltage +1V~t3 V ~ On overrun of the 
specimen stage, this 
voltage is forced to zero 
| if. it is attempted to move 
| the stage further with the 
1 high-speed movement 
| switch. 
TP4 =} Same as above | 9.95 V.~ +9.95 V 
TPS Mouse operation voltage | OV+t9.95V | 
ht 
TPG High-speed movement switch +1.6 V +0.1V 
voltage | | 
TP7 - Same as above | —1.95 V 40.1 V 
TP8 =| Movement direction of. ‘O’ for rightward movement 
_ specimen stage — ‘t' for leftward movement 
(2) Voltages on Y CONT Circuit Board 
: Check | Function : Voltage Range Remarks 
Terminal. 
TP1 Reference voltage +5 V +0.5 V 
TP2 Analog ground | 
__$ $5 ae pa 
TP3 Mouse operation voltage OV +9.95 V \ 
ee Peas: CMI aRRr ED Stee os entree 
TP4 Motor speed control voltage —9.95V~ +9.95 V 
TPS Viovement speed feedback 415 V | ; 
— voltage 
TP6 Motor speed contro! voltage 41V~43V 
TP7 | High-speed movement switch | +1.6V 40.1 V 
voltage 
TP8 Same as above —1.95 V t0.1 V 


ate 
Po 


4-16-4 Motor Assembly 


Specifications of Geared Motor Assembly 


(1) RA3BA512S8357-E15 


(2) Composition 
1) Geared Motor 


Rated voltage 

No-load characteristic 
(at 20°C) 

Rated load characteristic 
(at 20°C) 


Allowable continuous load torque 


Maximum momentary torque 


Gear ratio 


Radial load 
Thrust load 


2) Motor Drive 


Power requirement: 
Control circuit 
“Motor drive circuit 


Drive modes 


3) Encoder 


Signaling principle 
Output waveform 
Pulse count 

Power supply voltage 
Power consumption 


Output voltage 


12V DC 


12 V DC, 365 mA or less 
334 +4 rpm. 


12 V DC, 920 mA or jess 
267 +40 rom 


1.35 kg max. 
5 kg-cm 

15 

2: kg or less 
1.5 kg or less 


5to 15 VDC 

0 to 12 V DC, 4 A max. 

Stopped when the START/STOP signal goes 
high (remains high in open stage). 

Braked when the BRAKE signal goes low 
(remains high in open state). 

Driven clockwise when the ROTATIONAL 
DIRECTION signa! goes high (remains high in 
open state). 


Optical incremental signaling 
Rectangular pulse waveform 
300 p/r 

6 t10%V DC 
80 mA or less 


Von. = 4.0 Vi min., low = —450 pA max. 
Vor = 0.5 V max., lop = 20 MA max. 


(3) The output waveforms and output circuit scheme of encoder are shown on the next page. 


RA3BA512S357-E15 


ENCODER CIRCUIT 


Output Waveforms 


Phase A 





Phase B 





Clockwise direction 


Phase Z 


T1 = 1/2 TO + 1/8 TO 
12> 15-174 TO:2 1/2 10 


T6= TO + 1/2 TO 





Output Circuit Scheme | (Output voltage: Standard type) 










1 
A erent Oe ea eee ey 
rr AIAN: 


C) +5 V DC (red) 


C) Output (white, blue, yellow) 


= Main circuit block ‘White —: Phase-A output 
Blue : Phase-B output. 
Yellow : Phase-Z output 

C) 0 V (black) 


—— GND 


